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SUMMARY 


Under  this  contract,  designated  "Full  Scale  Development  and 
Initial  Production  of  the  Personnel/Casualty  Decontamination 
System  Skin  Decontamination  Kit  (PCDS  SDK)",  the  Rohn  and  Haas 
Coapany  and  its  subcontractor,  PACO  Pharmaceutical  Services  Inc. 
focused  upon  improving  the  operational  deficiencies  inherent  to 
the  Prototype  design  skin  decontamination  system  developed  under 
a  previous  contract  ( iDAMD17-85-C-5200) .  Phase  I  of  this 
contract  called  for  the  upgrading  of  the  existing  design  of  the 
earlier  prototype  PCDS  SDK:  manufacture  and  delivery  of  5,000 
engineering  development  prototype  kits  to  support 
contractor/Governaent  testing:  development  of  an  operator's 
manual  and  development  of  a  Technical  Data  Package  (TDP). 

In  order  to  support  the  new  designs.  Level  I  drawings  and 
specifications  were  prepared  for  the  applicators,  packets,  soft 
pack  pouch  assemblies  and  also  the  unit  of  issue  (box  of  20 
decontaminating  kits).  Procurement  of  materials,  manufacturing 
process  development  and  obtaining  equipment/tooling  were 
accomplished  prior  to  kit  manufacture. 

The  FDA  has  determined  the  Personnel/Casualty  Decontamination 
System  •  Skin  Decontamination  Kit  (PCDS-SDK),  ultimately  type 
classified  as  the  Decontaminating  Kit,  Skim  H291,  to  be  a 
medical  device  and  subject  to  FDA  regulation  as  such.  Thus,  the 
H291  (SDK)  would  ultimately  be  produced  under  current  Good 
Manufacturing  Practices  (cGMP's)  as  controlled  by  21  CFR  820. 

Studies  to  establish  an  actual  shelf-life  for  the  Ambergard* 
ZE-555  resin  component  of  the  SDK  were  initiated  during  the  ninth 
month  of  the  contract.  Sample  packets  were  stored  at  0Y:,  room 
temperature,  40 Y!,  and  60*C.  The  packets  stored  in  the  60^; 
environment  developed  leaks  as  a  result  of  packet  heat  seal 
failure.  Records  indicated  the  €0^  oven  had  experienced  a 
number  of  unexpected  temperature  excursions  well  above  the  60% 
setting.  However,  all  Ambergard  ZE-555  recln  stored  up  to  3 
years  in  packets  that  maintmlned  their  heat  seal  integrity  set 
all  product  Specifications.  Also,  all  Ambergard  ZE-555  resin 
stored  for  3  years  including  the  60%  samples,  showed  no 
decrease  in  sorptive  capacity  and  all  registered  greater  than  95% 
removal  of  thickened  methyl  salicylate  during  simulated 
decontaminations. 

At  the  conclusion  of  Phase  I  the  Government  chose  to  exercise 
Option  I  of  this  contract  and  enter  into  Phase  IT.  The  stated 
objectives  of  this  Option  I,  Phase  II  were  to  manufacture  initial 
production  quantities  of  what  has  now  been  named  the 
Decontaminating  Kit,  Skini  M291,  and  to  demonstrate t  1)  pre- 
production  scale-up/manufacturlng  capabilities,  2)  quality 
control  acceptance,  3)  procedures  to  provide  kits  for  First 
Article  Tests  (FAT),  and  4)  Technical  Data  Package  (TDP) 
validation. 
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Included  In  this  second  phase  were  work  segnents  designed  to 
address  the  technical  challenges  and  managenent  controls 
associated  with  the  Initial  production  of  the  M291  SDK  at 
■anufacturlng  rates  representative  of  conaerclally  designed 
equipment.  The  efforts  Includedi  the  est<'ij.\lshment  of  a 
Configurational  Management  Plan  (CMP),  the  preparation  of  the 
First  Article  Inspection  Procedure  (FAIT)  and  Report  (FAIR),  the 
preparation  of  the  Quality  Assurance  Program  Plan  (QAPP),  and  the 
completion  of  the  Lot  Technical  Data  Records.  In  addition,  the 
program  was  designed  with  sufficient  flexibility  to  explore  kit 
design  upgrades  and  to  prepare  Englneerl' g  Change  Proposals 
(ECP's)  to  Introduce  modifications  to  the  TDP. 

In  a  general  sense,  these  categories  define  the  continuation  of 
some  Phase  I  activities  Into  Phase  II,  along  with  equipment  and 
facilities  preparation  and  a  formal  generation  of  plans  to 
maintain  coats,  property,  specifications,  manufacturing  steps  and 
product  assurance. 


A.  SYSTEM  DEVELOPMEHT 


1.  Kit  Design 

Several  design  deficiencies  in  an  earlier  prototype  were 
identified  as  a  result  of  user  testing  and  Rohm  and  Haas' 
developmental  testing  under  the  previous  contract. 
DAMD17-85-C-5200.  These  prototypes  failed  to  meet  the 
requirements  of  AR  70-71..  Because  of  the  flaps,  handles  and 
peelable  heatseals  incorporated  into  the  design,  the  two  prime 
criteria  of  AR  70-71,  chemical  hardness  and  decontaminabllity , 
were  not  achievable.  Another  major  design  issue  was  free  powder 
loss  during  resin  delivery  and  the  potential  for  excessive 
dusting  during  facial  application. 


A  change  in  design  was  proposed  to  meet  these  deficiencies.  The 
newer  design  retained  the  non-woven  applicator,  but  packaged  the 
applicator  .in  a  protective  foil  envelope.  Ho  flaps,  handles,  or 
heat-sealable  surfaces  were  exposed.  Furthermore,  the  Ambergard' 
ZE-55S  resin  was  filled  between  the  non-woven  pad  and  an 
occlusive,  heat-sealable  film  material  to  which  a  non-woven 
strap/handle  was  attached.  Loading  the  resin  behind  the  non- 
woven  eliminated  the  dusting  problem.  The  thickness  and  rate  of 
resin  release  through  the  pad  was  controlled  by  the  density  of 
the  non-woven.  The  pad  was  then  folded  and  oriented  in  the  pouch 
such  that  it  formed  a  saddle  in  the  bottom  of  the  pouch, 
retaining  reiln  jnside  it. 


a.  Foil  Laminate  Selection 

A  major  concern  with  the  earlier 
identification  of  a  'peelable'  hh 
the  chemical  hardness  requlremen 
selection  of  the  appropriate  mat^ 
tests'  were  performed  on  a  varleb 


prototype  kit  design  was  the 
atsea.l  coating  that  could  meet 
^8  of  AR  70-71.  To  help  in  the 
rial,  several  simulant  'quick 
y  of  foil  laminate  candidates. 


A.  Reynolds  i22781A  -  (foljl 

1.  0.48  mil  polyeatex 

2.  1  mil  aluminum  foil 

3.  primer 

4.  vinyl  heatseal  coating 


used  for  earlier  prototype), 
Ula 


B.  Reynolds  Retort 

1.  0.48  mil  polyester  Eilm 

2.  adhesive 

3.  0.7  ail  foil 

4.  3.0  ail  polyethylene  terephthalate  (PET) 
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C.  Tolas  TPC-0760 

1.  0.48  mil  polyester  film 

2.  0.50  mil  low  density  polyethylene  (LDPB) 

3.  0.35  mil  aluminum  foil 

4.  0.70  mil  Surlyn*  1652  (Dupont  ionomer  resin) 

5.  0.20  mil  heatseal  HS3-48A 

D.  Tolas  TS-2090 

1.  0.48  mil  metalized  PET 

2.  2.00  mil  black  rubber  modified  high  density 
polyethylene  (HOPE)  . 

3.  Peelable  heatseal 

S.  r.JR  Archer  #1 

1.  0.48  PET 

2.  adhesive 

3.  1.0  mil  foil 

4.  2.0  mil  Archer  coextrusion  -  blend  of  HDPB,  LDPB, 
ethyl  vinyl  acetate  (EVA)  and  sealant 

P.  RJR  Archer  #2 

1.  0.48  mil  PET 

2.  adhesive 

3.  1.5  mil  foil 

4.  5*  heatseal  coating  (polypropylene  dispersion) 

G.  RJR  Archer  PD-5433 

This  was  a  relatively  new  (as  of  1987)  Archer  foil 
similar  to  Archer  *2.  It  has  a  polypropylene 
dispersion  heatseal  as  does  #2,  but  less  of  it  over  an 
epoxy  coating.  There  is  no  outer  coating  on  PD-5433. 
The  heatseal  on  the  PD-S433  can  be  colored  olive  drabi, 
;  while  #2  cannot. 

H.  Aclar*  33C 

1.  2.0  mil  chlorotrif luoroethylene  (CTFB)  fluorocarbon 

I.  Saranex*  23P  (2.0  mil) 

1.  LDPE 

2.  saran  (polyvlnylidene  chloride) 

3.  EVA  copolymer 

J.  Aluminum  foil  (control  sample) 
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The  'quick  tests'  consisted  of  placing  a  piece  of  the  candidate 
foil  laminate  over  a  2  ounce  jar  containing  1.0  mL  of  methyl 
salicylate.  Methyl  salicylate  was  selected  as  the  simulant 
because  its  physical  properties  are  similar  to  rlD  and  because  it 
is  easily  analyzed  at  very  low  cor.centrations  by  UV  spectroscopy. 
The  foil  was  covered  with  a  glass  plate  and  allowed  to  stand  at 
ambient  temperature  for  24  hours.  At  the  end  of  the  exposure 
period  the  foil  was  extracted  with  methanol  and  analyzed  by  UV 
for  methyl  salicylate.  No  attempt  was  made  to  insure  that  the 
laminates  had  reached  equilibrium.  The  results  were  used  as  a 
means  of  relative  comparison.  The  data  are  summarized  in  Table 
1.  This  method  allowed  evaluation  of  each  side  of  the  candidate 
laminates  separately. 
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Table  1 

Candidate  Foil  Laatnate  Chemical  Hardness  Evaluatlo n 


Supplier  Sanple  Surface  DS-2  MS  MS  Vapor 

Appearance  Appearance  Sorbed  mg/ca^ 
_  _  (a)  (b)  (c)  (d) 


Reynolds 

227aiA 

outer 

no  change 

no  change 

3.002 

NR 

Inner 

turn  black 

dissolved 

0.19 

MR 

Reynolds 

Retort 

outer 

no  change 

no  change 

0.002 

NR 

inner 

no  change 

dissolved 

0.048 

MR 

Tolas 

TPC 

outer 

no  change 

no  change 

0.012 

NR 

0760 

Inner 

no  change 

no  change 

0.20 

NR 

Tolas 

TS-2a90 

outer 

si  shiny 

no  change 

NR 

NR 

inner 

si  darker 

darker 

MR 

NR 

RJR 

*1 

outer 

no  change 

no  change 

0.002 

NR 

Archer 

Inner 

no  change 

no  change 

0.097 

MR 

RJR 

*2 

outer 

no  change 

no  change 

0.001 

0.007 

Archer 

inner 

no  change 

no  change 

0.027 

0.040 

RJR 

PD-5433 

outer 

Mot  Run 

MR 

0.0 

0.002 

Archer 

inner 

MR 

MR 

0.030 

0.080 

Allied 

Aclar 

- 

no  change 

no  change 

MR 

MR 

33C 

NR 

Dow 

Saranex 

outer 

no  change 

no  change 

rai 

NR 

23P 

inner 

turn  aaber 

no  change 

NR 

Aluainua 

Control 

outer 

MR 

MR 

0.0 

MR 

foil 

inner 

MR 

NR 

0.0 

MR 

(a)  Physical  appeiarance  aftoi  30  alnutes  exposure  to  a 
single  drop  <0.25  bL)  of  DS-2  decontaBinant  at  24  C. 

(b)  Physical  appearance  after  30  Binutes  exposure  to  a 
single  drop  (0.2S  aL)  of  liquid  Bethyl  salicylate  (MSK 
at  24  C. 

(c)  24  hours  exposure  to  aethyl  salicylate  vapor  at  24  C. 

(d)  72  hours  exposure  to  aethyl  salicylate  vapor  at  24  C. 


.K  ’ 

^  ■ 


MOTE  I  MR  •>  Mot  Run 
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It  was  readily  apparent  that  the  polyester  (PET)  outer  layer, 
present  on  most  samples,  provided  much  better  protection  than  the 
heatseal  inner  layers.  As  RJR  Archer's  PD-543J  appeared  to  be 
the  best  candidate,  we  would  have  recommended  using  this  coating 
for  the  heatseal  with  a  PET/adhesive  outer  coating.  However,  due 
to  a  change  in  the  overall  design,  a  peelable  heatseal  wa&  no 
longer  required  and  the  inner  coating  would  not  be  exposed,  thus 
the  requirement  for  inner  surface  chemical  resistance  was 
eliminated.  The  new  design  retained  the  non-woven  applicator, 
but  packaged  the  applicator  in  a  protective  foil  envelope.  After 
much  testing  was  performed  on  numerous  candidate  structures,  the 
following  laminate  supplied  by  the  P.JR  Archer  Company  was 
selectedi 

48  gaugr  Polyethylene  terephthalate  (exterior) 

Ink 

Pigment 

Adhesive 

1  ail  aluminum  foil, 

Adhesive 

1  mil  coextrusion  (BVA/PE,  EVA.  Surlyn,  EVA) 

The  polyethylene  terephthalate  (PET)  was  selected  for  its 
chemical  agent  resistance  while  the  text  was  reverse  printed  gold 
on  an  olive  drab  background  for  "low  light*  visibility.  A  I  ail 
foil  was  selected  to  prevent  pinhcling  in  the  structure.  The 
coextrusion  helped  prSvsnt  seal  failures/leakage  because  of  its 
strong  sealing  characteristics. 


b.  Applicator  Pad  Development 

The  primary  objective  in  choosing  tha  proper  applicator  pad 
material  was  to  retain  the  decontaminating  resin  prior  to  use 
while  providing  the  ability  to  dispense  the  resin  freely.  It 
also  was  important  to  maintain  narrow  yet  strong  bonds  between 
the  nonwoven  material  and  the  applicator  pad  backing.  Several 
non-woven  materials  were  received  for  evaluation  from  Kemyove. 
Inc..  Charlotte,  North  Carolina.  Three  sample  applicator  pads 
were  made  from  each  sample  and  loaded  with  2.8  grans  of  Anbergard 
ZE-555  decontaminating  "esin.  The  pads  were  then  rubbed  over  a 
1300  sq.cm.  Kydex*  sheet  c;urface  in  a  consistent  and  reproducible 
manner.  The  resin  weight  loss  from  each  pad  was  determined  and 
the  average  .loss  for  each  non-woven  is  reported  in  Table  2.  As 
is  evident  from  the  data,  an  entire  range  of  resin  delivery  rates 
can  be  achieved  by  varying  the  type  of  non-woven.  The  SCM  87-28 
yielded  the  fastest  delivery  rateS;  but  this  material  was  too 
porous  since  resin  was  observed  to  fall  out  while  the  pad  was 
being  filled.  Kemwove  SCN  87-29  (composed  of  100%  polyester 
fibers.  6  and  15  denier,  50%  each,  bonded  with  acrylic)  was 
dotermined  to  best  meet  requirements. 
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Table  2 

Evaluation  of  Candidate  Hon-woven  Materials 

Material  Binder  Type  Average  Resin 

Weight  Loss 


CBC  1.85 

Acrylic 

1.20  g 

CBC  3.« 

Acrylic 

1.00  g 

SCM  86>^ 

PVC 

0.66  g 

sew  86-8 

PVC 

0.72  g 

SCM  87-28 

Aery 11 

2.53  g 

SCM  87-29 

Acrylic 

1.37  g 

c.  Polyester  Flla  Backing 


The  revised  design  created  the  need  for  a  heatseal  coating  cn 
both  sides  of  a  polyester  flla  laalnate  so  the  nonwoven  handle 
would  seal  to  the  plgaented  surface  and  the  nonwoven  pad  would 
seal  to  the  Inside  surface.  RJR  Archer  laalnare  (PD-5453)  aet 
these  need*  and  has  the  following  coaposltlont 

1  all  LOPE  (olive  drab) 
adhesive 

48  gauge  polyester 

adhesive 

1.5  all  EVA 

3M's  Scotchpak  146  would  also  satisfy  our  needs  but  3H  Coapany 
could  not  plgaent  the  aaterlal  In  a  tlaely  fashion.  Therefore, 
the  aaterlal  was  ordered  froa  3H.  and  another  Company,  Patton, 
was  contracted  to  coat  the  Scotchpak  with  an  olive  drab  (00) 
pigment.  In  order  to  keep  both  options  open  and  avoid  delaying 
the  program,  polyester  backing  aaterlal  was  purchased  from  both 
Archer  and  3M/Patton. 


d.  Pouch 

Olfflcultles  were  encountered  trying  to  aalntaln  satisfactory 
pouch  heat  seals.  laproved  adhesive  coatings  for  the  pouch 
aaterlal,  Tyvek*.  were  analyzed  and  Tyvek  10730  with  ITD  1367 
adhesive  (Tolas  Health  Care  Coapany)  was  chosen. 

Size  changes  were  necessary  to  accoaaodate  the  design  revision  to 
the  packet  assembly.  The  selected  printing  colors  were  the  olive 
drab  574C  (2  sides)  and  gold  872C  (1  side  text  only). 
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B.  KIT  MAMUFA-CTUHB 


1.  Production  of  Initial  5.090  Prototype  Kits 

The  production  of  the  Initial  5.009  skin  decontaalnatlng  kits 
(SDK's)  required  for  Phase  I  was  divided  Into  a  series  of  stepsi 
handle  production,  applicator  pad  asseably.  pad/handle  asseably. 
packet  production,  resin  filling,  packet  loading,  packet  sealing, 
lot  coding,  notching,  and  pouch  asseably.  For  the  aost  part, 
production  was  accoaplished  utilizing  manual  labor  and  operating 
aachlnes  designed  specifically  for  this  Phase  of  the  contract. 
Approximately  200  pounds  of  Aabergard  ZE-55S  decontaalnatlng 
resin  produced  under  Contract  DAHD17-8S-C-5200  was  consuaed 
during  the  production  of  the  5;000  kits. 


The  handles  were  produced  using  a  steel  rule  die  on  a  pneuaatlc 
press  (Atlas  Vac.),  cutting  to  a  4  1/2"  length  froa  a  roll  of 
Keawove  SCd7>29  nonwoven  materials.  Excess  nonwoven  aaterlal 
needed  to  be  trlaaed  during  handle/pad  asseably  resulting  In 
handle  waste  greater  than  50  percent. 


To  asseable  the  Keawove  nonwovsn  facing  aaterlal  with  the 
polyester  backing  aaterlal.  a  Xlockner  Fora/Plll/Seal  machine 
(Model  CPS.  Serial*  1775/21)  was  used.  The  aachlne  was  modified 
extensively  to  accept  and  process  large  disaster  rolls  of 
nonwoven  facing  aaterlal.  A  special  ”T*  shaped  sealing  die  and  a 
steel  rule  cutoff  die  were  designed  and  fabricated  to  seal  and 
cutoff  asseaLled  pads.  The  aachlne  settings  wersi 

a.  Teaperaturei  29S*P; 

b.  Line  pressure!  95  pslt 

c.  Dwell  tlaei  3.1  second^t 

d.  Output!  19  units  per  alnute. 

Losses  of  both  the  nonwoven  facing  and  polyester  backing 
materials  in  this  phase  of  the  aanufacturing  process  exceeded  29 
percent. 

Scrap  losses  in  the  aanufacturs  of  fiber  pads  assembled  with  the 
polyester  backing  aatarials  were  greater  than  originally 
projected.  As  a  result,  two  additional  orders  for  nonwoven  pad 
aaterlal  were  required. 


11 


c.  Pad/Handle  Asseablv 

The  pad/handle  asaeably  utilized  a  highly  modified  Air  Mite 
pneumatic  presses  and  special  tooling.  The  tooling  incorporated 
a  mandrel  around  which  the  nonwoven  handle  was  heat  sealed  to  the 
fiber  pad  forming  an  arch  for  simplified  finger  insertion. 

Machine  settings  werei 

a.  Tenperaturei  330*F; 

b.  Pressures  60  psi; 

c.  Dwell  times  4.5  seconds. 

The  nonwoven  material  used  for  the  handle  was  difficult  to  attach 
to  the  polyester  backing  material.  Also,  the  slitting  of  the 
nonwoven  to  the  proper  width  was  not  easily  controlled.  It  was 
evident  that  revisions  would  have  to  be  considered  prior  to 
advancing  to  full  scale  production. 


d.  Packet  Production 

There  were  two  areas  of  concern  regarding  the  packet  material. 
First,  the  initial  shipment  of  material  consisted  of  a  high 
percentage  of  impressions  with  smeared  gold  ink.  The  units  which 
were  of  questionable  quality  were  rejected,  while  only  those 
which  were  legible  and  met  fit,  form,  and  function,  were  utilized 
for  kit  manufacture. 

Efforts  were  made  to  ensure  the  integrity  of  the  packet  heatseals 
by  pressure  testing  the  sealed  packets  after  adjusting  the 
temperature,  pressure,  and  dwell  time  of  the  heatsealer. 


e.  Resin  Filling 

The  filling  of  resin  was  accomplished  through  the  use  of 
Kinnematlcs  volumetric  fillers  equipped  with  a  vacuum  pump.  All 
filling  was  done  under  a  hood  to  ccntrol  airborne  resin. 

Weighing  of  the  resin-filled  applica>;or  pads  was  performed  on  a 
Sartorius  balance  with  digital  readout  to  0.01  gram.  The 
acceptable  net  weight  resin  fill  limit  was  2.8  g  t5% 

(2.94  -  2.66  grams).  Due  to  the  variability  in  the  applicator 
pad  tare  weight,  each  operator  was  Instructed  t-'  manually  add  an 
additional  amount  of  resin  to  the  pad  when  the  scale  indicated  a 
low  weight.  After  weight  confirmation,  the  top  seal  y.xs  formed 
on  the  open  edge  by  a  pneumatic  heat  seal  press.  A  photograph 
(Figure  1)  of  an  opened  applicator  pad  prototype  filled  with 
Ambergard  XI-SS5  resin  is  attached. 
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f.  Packet  Loading 

The  manual  loading  of  applicator  pads  into  the  packets  was  done 
with  and  without  a  "knife*  to  aiu  in  the  opening  of  the  stiff 
foil  packets.  The  knife  was  fiplaced  by  a  scoop-like  tool  to 
widen  the  cavity  of  the  foil  packet.  The  scoop-like  tool  was  next 
permanently  mounted  to  the  work  surface,  simplifying  the  work  of 
inserting  the  applicator  pad  into  the  absolute  bottom  of  the 
packet. 


o;  Packet  Sealina/Lot  Coding 

The  fourth  edge  of  the  packet  was  sealed  using  a  custom  designed 
pneumatic  heat  seal  press.  The  same  machine  was  equipped  with 
two  sets  of  dies  whereby  the  manufacturing  lot  number  could  be 
debossed  into  the  bottom  seal  of  the  packet  simultaneous  to  the 
sealing  of  the  top,  fourth  edge  of  the  packet. 


h.  notching 

The  notching  of  packets  was  performed  initially  by  a  manually 
operated  device.  It  was  later  upgraded  to  a  semi-automatic 
machine.  Incorporated  in  the  machine  was  a  go/no-go  gauge  to 
certify  that  the  packets  conformed*  to  the  thickness 
specification. 

The  current  dimensions  specified  for  the  heat  seals  were  0.25 
10.06  inch  and  for  the  notch  depth,  0.06  plus  0.06/minus  0.00 
inch.  The  depth  of  the  tear  notch  at  the  maximum  dimension  and 
the  heat  seal  at  the  minimum  dimension  leat^es  only  a  0.06  inch 
seal  trea  remaining|.  This  situation  could  conceivably  contribute 
to  packet  leakage.  Thus,  the  packet  dime'.islon  St'^ecificatlonm 
would  require  further  evaluation.  A  photograph  (Figure  2)  of  the 
finished,  loaded,  prototype  SDK  packet  is  attached. 
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One  of  the  last  aachlnes  designed  and  built  for  this  initial 
5.000  kit  production  run  was  the  pouch  sealer.  The  unit  which 
incorporated  several  safety  features  consisted  basically  of  a 
pneuaatic  heat  seal  press.  The  unit  was  used  to  pre-acseable  the 
pouch.  The  packets  were  aanually  loaded  into  the  pouch  during  a 
subsequent  assenbly  step. 


2.  Kit  Hgnufacture  Suaaarv 


a.  Eauipaent/Toollna  Suppliers 

The  following  la  a  list  of  the  equlpnent  utilized  for  the 
■anufacture  of  the  Initial  5,000  kita  required  In  Phaae  I» 


Machine 

Function 

Fora,  fill  &  aeal 
(Model  CPS) 

PACO/Klockner 

Seal  nonwoven  to 
polyeater  backing 
aaterial  (3  aldea) 

Pneuaatlc 

preaa/handle 

tooling 

Air  Mite/PACO 

Seal  handle  to 
rear  of  polyeater 
handle 

Voluaetrlc  filler 
with  vaeuua  puap 

Klnneaatica 

Filler  of 

Aabergard  pad 

Pneuaatlc 

preaa/aeal  tooling 

PACO/Alr  Mite 

Seala  top  of 
applicator  pad 

Fora,  fill  and 
aeal 

PACO/Xlockner 

Foraa  3  aided  aeal 
on  packet 

Applicator  pad 
fill  and  exhauat 
hood 

Torit 

Providea  duat 
collection  &  realn 
control 

Packet 

aeal/deboaaer 

PACO  R&D 

Seala  top  of 
packet  and 
deboaaea  code 
nuabara 

Pneuaatlc 
preaa/tear  notch 

PACO/Alr  Mite 

Place  notchea  in 
packet 

Digital  balance 

Sartorlua 

Accurate  weighing 
to  dateralne 
voluae  fill  of 
Aabergard  realn 

Pneuaatlc 

preaa/Tyvek 

PACO 

Foraa  aeala  on 
Tyvek  pouch 

tooling 
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All  of  the  deliverable  kits  were  distributed  to  the  various 
testing  agencies  as  per  contract  requirements.  At  this  stage  the 
kits  were  officially  designated  as  the  "Decontaminating  Kit, 

Skint  ZM291"  or.  more  Informally,  the  XH291.  A  photograph 
(Figure  3)  of  the  fully  assembled  prototype  kit  (ZM291)  Is 
attached.  The  kits  were  packed  in  boxes  (the  "Unit  of  Issue" 
containing  20  kits  per  box),  overwrapped  and  then  placed  In 
master  shippers  (4  squad  containers  per  shipper).  The  overwrap 
material  selected  was  from  Spec-Fab  (Jaite  Sellable  Pouch)  and 
consisted  of  1  mil  polyester  and  2  mil  HOPE.  The  following  box 
constructions  were  used  for  the  5,000  kits  produced  during  this 
phase t 

Intermediate  Container  (Unit  of  Issue) 

-  Level  B  Packaging 

-  Flberboard  gre^de,  class  domestic  lAH  PPP-B-636J 

-  Style  Regular  Slotted  (RSC)  lAW  PPP-B-636J  , 

-  Flaps  taped  with  non-asphaltlc  reinforced  tape  lAW  PPP-T- 
45 

Shipping  Containers  (Master  Shipper) 

-  Level  B  Packaging  lAW  HIL-P-14232E 

-  Flberboard  grade  W5c.  WWVR  PPP-B-636J 

-  Style  Regular  Slotted  (RSC)  lAM  PPP-B-636J 

-  All  openings/seams  taped  with  duct  tape  lAH  PPP-T-'S0 

The  ZM291  Lot  Distribution  Report  Is  summarized  In  Table  3. 


u 


Figure  3 
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Table  3 

Lot  Dlatrlbutlon  Sumnar 


DESTINATION 

LOT  NUMBER 

NUMBER  OF  KITS  1 

Battelle 

17NOV87A 

200  1 

ColuBbus,  Ohio 

U.S.Aray  A&B  Board 

Fort  Knox,  Kentucky 

18NOV87A 

120 

U.S. Arny 

17NOV87A 

20 

Cheaical  School 

Fort  McClellan,  AL 

' 

U.S.Army  Bloaedlcal 

9KOV87A 

160 

Research  and 

7NOV87 

80 

Developaent  Lab 

12MOV87A 

160 

Frederick,  MD 

18N0V87AR 

160 

10NOV87A 

80 

- 

5N0Va7 

160 

U.S.Aray  Tropic 

16N0V87A 

240 

Test  Center 

13N0V87A 

240 

Corozal,  Panaaa 

12NOV87A 

40 

4N0V87 

40 

3NOV87 

40 

Meadows  Van  and 

30OCT87 

80 

Storage,  Inc. 

11MOV87A 

160 

Frederick,  MD 

10NOV87A 

100 

-- . — 

12NOV87A 

60 

. 

.13MOV87A 

80 

2MOV87 

80 

6NOV87 

140 

7MOV87 

40 

’ 

14NOV87A 

160 

' 

17N0V87A 

140 

4KOV87 

60 

9N0V87 

60 

9NOV87A 

20 

19NOV87AR 

260 

SNOV87 

40 

3MOV87 

60 

18N0V87A 

40 

iaNOV87AR 

40 

16R0V87A 

60 

DESTINATION 


LOT  NUMBER 


NUMBER  OF  KITS 


Roha  and  Haas  Cospany 
Spring  House,  PA 


11N0V87A 

180 

14N0V87A 

100 

3N0V87 

160 

8MOV&7 

40 

6N0V872 

100 

270CT87 

103 

2N0V87 

160 

4M0V87 

120 

12M0V87A 

80 

I6N0V87A 

120 

3eOCT87 

160 

280CT87 

140 

SM0V87 

60 

7M0V87 

40 

18M0V87A 

20 

.’0NOV87AR 

400 

10M0V87A 

40 

13N0V87A 

60 

17N0V87 

20 

18N0V87AR 

20 

1SH0V87AR 

40 

30CT87 

20 
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C.  IBSPKC7I0M.  TKSTIHG  AJD  BVM.UATIOII 


1.  Shelf-Life  Studies 

Actual  shelf-life  tests  for  the  Aabergard  ZE-$55  resin  coaponent 
of  the  ZM29i  SDK  were  initiated  during  the  ninth  aonth  of  the 
contract. 

The  storage  conditions  and  saapling  frequencies  for  the  actual 
shelf-life  tests  are  shown  belowt 


STORAGE  TEMPERATURE  SAMPLING  FREQUEHCY 


Zero  Degrees  C 

1, 

3, 

6, 

9, 

12, 

18. 

24. 

36, 

48. 

60 

aonths 

Rooa  Teaperature 

0,  1. 

3. 

6. 

9, 

12, 

18, 

24. 

36. 

48, 

60 

aonths 

40  Degrees  C 

1. 

3, 

6, 

9. 

12, 

18, 

24, 

36. 

48, 

60 

aonths 

60  Degrees  C 

1. 

3, 

6, 

9, 

12, 

18, 

24, 

36, 

48, 

60 

aonths 

All  of  the  storage  tests  were  conducted  on  Aabergard  XE-555 
resin  in  th^  actual  SDK  packets.  Below  is  a  list  of  the  'in 
vitro'  tests  used  to  analyze  the  Aabergard  XE-555  resin  sh^lf- 
life  storage  saaples.  A  detailed  description  of  the  test 
procedures  aay  be  found  in  a  aeao  dated  October  11.  1989  froa 
John  B.  Schuler  to  LTC  Donald  G.  Harrington. 

1.  Percent  solids  deteralnatlon 

2.  Surface  area  deteralnatlon 

3.  Particle  size  deteralnatlon 

4.  Nonvolatile,  water  soluble  eztractables  deteralnatlon 

5.  Vapor  desorption  eval'>!:.T.ion  (CIS  and  DFP) 

6.  Liquid  sorption  evaluation  (Enslinn) 

7.  Kinetic  iodine  evaluation  (sorptive  quality) 

8.  Basicity  deteralnatlon 

9.  Acidity  deteralnatlon 

Figures  4  through  13  present  a  graphic  representation  of  the  da 
obtained  to  date,  over  a  36  aonth  period.  A'ypehdix  A  contains  t 
statistical  analysis  of  the  raw  data. 

During  the  course  of  this  study  the  oven  initially  used  for  the 
6B*C  saaples  experienced  a  nuaber  of  unexpected  teaperature 
excursions.  As  a  result,  the  saaples  were  transfered  to  a  newer 
oven  which  was  believed  to  be  aore  reliable.  Unfortunately,  thiu 
oven  also  experienced  periodic  fluctuations  in  teaperature.  At 
one  point  the  teaperature  had  risen  as  high  as  80*C.  Since  the 
ovens  were  checked  on  a  weekly,  basis,  the  excursions  never  lasted 
aore  than  7  days.  However,  since  the  60*C  saaples  exhibited  a 
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loss  of  heat  seal  integrity  after  3  years  (explained  in  sore 
detail  below),  it  is  not  known  whether  any  changes  noted  in  the 
Aabergard  XB-555  resin  properties  were  due  to  the  long  tera 
storage  at  60*C  or  a  result  of  the  higher  temperature  excursions. 
Also,  it  is  not  clear  whether  the  heat  seal  failures  occurred  at 
60*C  or  at  soae  teaperature  between  60*C  and  80*C.  It  should  be 
noted  that  the  packets  involved  in  this  study  were  not  from 
current  production,  but  represent  the  H291  prototype  which  was 
constructed  during  the  first  phase  of  this  contract,  on  seai> 
automated  machinery  and  the  packet  integrity  may  not  bo  the  same. 


a.  Percent  Solids 


Storage  at  0*C.  room  temperature  and  40*C  have  had  no  apparent 
effect  on  percent  solids.  However,  storage  at  nominal  60*C  has 
shown  a  continuous  moisture  loss  over  the  3  year  period, 
suggesting  packet  leakage  at  this  elevated  temperature. 
Subsequent  leak  testing  of  several  packets  stored  at  60*C  for  3 
years  revealed  packet  heat  seal  failure  as  noted  by  a  stream  of 
bubbles  issuing  from  the  seal  area  of  the  packet  after  applying 
air  pressure  to  the  inside  of  the  packet  submerged  in  water. 
Also,  visual  examination  of  the  60*C  packets  revealed  an  obvious 
degradation  of  many  packet  heat  seals,  l.e.  actual  openings  were 
observed  at  the  packet  edges.  Similar  evaluation  of  packets 
stored  at  the  other  temperatures  showed  no  signs  of  leakage  or 
heat  seal  failure. 


The  observed  increase  in  percent  solids  for  the  Aabergard  XB-555 
resin  in  the  nominal  60*C  storage  samples  has  been  attributed  to 
a  packaging  material  failure.  However,  it.  should  tie  noted  that 
the  loss  of  moisture  has  bad  no  apparent  detrlmentul  effects  on 
the  resin's  sorptive  quality  (Section  f.  below)  or 
remove  a  chemical  agent  simulant  from  a  Kydex  plastic  sheet 
surface  (Section  1.  below). 


b.  Surface  Aren  and  Particle  Size 


dr 


There  were  no  significant  changes  in  surface  area 
size  after  one  year  storage  at  all  four  temperaturd 
not  expect  storage  teaperature  to  affect  properties 
surface  area  or  particle  slzet  therefore,  the  declf 
to  cease  monitoring  these  2  properties  after  the  1 
The  tasting  proved  to  be  quite  time  consuming  and 
that  no  meaningful  data  would  result  from  its  cent 

e.  Bonvolatile.  Hater  Soluble  Bxtractables 

As  with  percent  solids,  the  only  significant  changd 
the  higher  teaperature  (50*C).  Over  a  3  year  periq 


its  ability  to 


particle 
s.  One  would 
such  as 
ion  was  mado 
year  nark, 
t  was  felt 
nufition. 


occurred  at 
d  the  percent 
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extractables  Increased  continuously  froa  0.024%  at  t|  to  0.150% 
at  the  3  year  nark.  As  noted  previously,  the  packets 
deaonstrated  a  loss  of  heat  seal  integrity  at  noainal  60*C  and 
therefore,  the  increased  extractables  could  very  well  be  the 
result  of  packaging  aaterial  degradation. 


d.  Vapor  Desorption  (CIS  and  DPP) 


These  tests  are  good  for  evaluating  the  possible  secondary 
eontaainatlon  froa  cheaically  contaalnated  resin.  The  results 
seea  to  indicate  that  the  aaount  of  DFP  or  CIS  desorbed  actually 
decreased  after  storage  at  the  various  teaperatures.  This  is  a 
desirable  although  an  unexpected  result.  This  trend  aay  or  aay 
not  be  real  since  there  was  a  considerable  aaount  of  scatter  in 
the  data  with  greater  than  desired  standard  deviations.  However, 
these  data  do  at  least  Indicate  that  storage  at  these  test 
tenper»'*'ures  (0,  25,  40  and  60*C)  had  no  detriaental  effect  on 
the  sorptive  properties  of  the  resin. 

e.  Liquid  Sorption  (Enslinn) 


This  test  yields  a  value  related  to  the  wettability  or  gross 
sorptive  action  of  the  resin.  Although  the  test  does  not  take 
into  account  any  aechanical  action  (nixing  due  to  rubbing).  It  is 
a  good  aeasure  of  the  sorptive  properties  important  for  effective 
skin  decontaaination.  The  data  suggest  no  apparent  change  in 
sorptive  properties  as  a  result  of  storage  at  the  various  test 
teaperatures. 


f.  Sorptive  Quality 


This  test  aeasures  the  ability  of  the  Aabergard  ZB*555  rasin  to 
remove  iodine  froa  an  iodine/potassiua  iodide  solution.  During 
the  course  of  this  contract  a  nuaber  of  flaws  in  the  test 
procedure  were  discovered.  At  least  2  ECP's  were  subnitted 
addressing  this  issue.  Therefore,  the  KI  (sorptive  quality)  data 
cannot  be  conpared  across  tine,  but  can  be  compared  at  any  given 
time.  At  the  3  year  aark  sorptive  quality  data  were  obtained 
using  the  corrected  procedure  and  the  data  indicate  a  ainiaun  of 
99.98%  iodine  removal  for  all  storage  temperature  sanples. 


Storage  Temperature 


Average  Iodine  Removal 


0*C 

25*C 

40*C 

Voainal  60*C 


3  years 

3  years 
3  years 
3  years 


99.98% 

99.98% 

99.98% 

99.99% 
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Thus,  the  Increased  percent  solids  &  extractables  (Sections  a  &  c 
above,  respectively)  and  the  decrease  In  basicity  (Section  g. 
below)  had  no  detrlaental  effects  on  the  sorptive  properties  of 
the  stored  Aabergard  XE-555  resin. 

q.  Basicity 

Although  not  extreme,  there  was  an  apparent  slight  decrease  In 
basicity  after  3  years  storage  at  nominal  6e*C.  However,  If 
corrected  for  the  moisture  loss,  the  loss  becomes  much  more 
pronounced.  16%  decrease  on  an  “as  Is”  basis  versus  38%  decrease 
on  a  dry  weight  basis.  Of  the  four  components  of  the  resin 
system,  only  the  strong  base  resin  was  believed  to  have  any 
significant  long  term  stability  problems.  While  the  chloride 
form  of  the  quaternary  amines  Is  very  stable,  the  hydroxide  forms 
are  less  stable  at  high  temperatures. 

One  must  also  )ceep  In  mind  the  temperature  excursions  noted 
earlier.  Perhaps  the  basicity  loss  would  not  have  been  as 
pronounced  had  the  temperature  not  Increased  beyond  the  desired 
level  of  60*C.  Also,  had  the  heat  seals  not  failed,  the  resin 
would  not  have  been  exposed  to  the  air  and  the  degradation  may 
not  have  occurred  at  all. 

h.  Acidity 

Conversely,  the  acidity  appears  to  have  experienced  an  increase 
after  3  years  at  nominal  6e*C.  There  was  no  reason  to  expect  any 
change  In  acidity  since  the  acidic  component  of  the  resin  system 
Is  quite  stable  to  temperature  extremes.  If  one  corrects  for  the 
loss  of  moisture,  the  Increase  appears  much  less  significant  on  a 
dry  weight  basis,  a  48%  increase  on  an  "as  Is*  basis  vs.  8% 
Increase  oh  a  dry  basis.  Again,  the  failure  of  the  packaging 
materials  may  have  contributed  to  the  observed  changes. 

1.  KvdexP  Sheet  Surface  Area  Testing 

In  an  effort  to  assess  the  efficacy  of  the  stored  samples  In  the 
removal  of  agent,  data  was  generated  using  a  rough  Xydex  plastic 
sheet  surface  and  thickened  methyl  salicylate  (TMS)  as  a  simulant 
at  a  challenge  level  of  2.5  g/m*. 

Initial  experiments  addressed  the  Issue  of  operator-to-operator 
variability  using  the  room  temperature  stability  samples.  The 
data  (See  Appendix  B)  indicated  that,  within  a  95%  confidence 
limit,  there  was  no  statistical  difference  In  the  avei.age  level 
of  decontamination  achieved  by  operators  CCC  and  RDL.  CCC 
reported  an  average  decontamination  of  95.2%  (el. 3)  versus  RDL's 
95.8%  (*1.3). 
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Hext  to  be  addressed  was  the  Issue  of  efficacy  as  a  function  of 
storage  temperature .  For  this  study  the  3  years  room  temperature 
storage  samples  were  compared  to  the  3  years  40*C  samples  with 
respect  to  the  Kydex  sheet  surface  area  test.  The  average 
decontamination  for  the  room  temperature  samples  was  96.1%  (t0.4) 
and  the  average  for  the  40*C  samples  was  determined  to  be  95.8% 
(±1.3).  Student's  t-Test  results  (Attachment  B)  Indicated  that, 
within  the  95%  confidence  limit,  there  was  no  statistical 
difference  between  samples  stored  at  room  temperature  for  3  years 
and  those  stored  at  40*C. 

With  respect  to  differences  between  the  1  year  samples  and  the  3 
years  samples,  there  were  sufficient  data  points  only  for  the 
room  temperature  samples.  The  t-Test  (Attachment  B)  Indicated 
that,  within  the  95%  confidence  limit,  the  average  level  of 
decontamination  for  the  3  years  samples  was  statistically  lower 
than  that  achieved  by  the  1  year  samples,  95.5%  (±1.3)  versus 
97.0%  (±0.8)  respectively.  This  small  difference  Is  no  cause  for 
alarm  at  this  time,  but  should  serve  as  an  Indication  that 
perhaps  future  stability  testing  should  Include  the  Kydex  sheet 
surface  area  tests  run  with  sufficient  replicates  to  permit  t- 
Test  evaluation  for  all  storage  conditions. 

Within  any  given  time  frame  no  significant  differences  were 
observed  between  samples  stored  at  the  various  temperatures  when 
evaluated  by  the  Kydex  sheet  surface  area  test. 

1.  Storage  Stability  Summary 

It  Is  Important  to  note  that  no  direct  correlation  has  been 
established  between  the  'In  vitro'  results  and  'In  vivo' 
efficacy.  The  'In  vitro'  tests  were  originally  designed  under  a 
previous  contract  to  allow  the  ranking  of  candidate  resin 

systems. 

It  Is  equally  important  to  note  that  all  Ambergard  XE-555  resin 
stored  up  to  3  years  In  packets  that  maintained  their  Integrity 
mat  all  product  specifications.  Out-of-spec  percent  solids  and 
basicities  were  encountered  only  after  the  loss  of  packet  heat 
saai  Integrity.  Also,  those  packets  which  experienced  packaging 
material  failure  were  not  from  current  production  and  were 
exposed  to  temperatures  well  above  the  intended  60*C  limit. 
Furthermore,  considerable  thought  should  be  given  to  how  much 
emphasis  should  be  placed  on  the  60*C  date.  Is  this  a  realistic 
storage  temperature?  Are  there  serious  expectations  of  storing 
the  M29i  SDK  at  such  an  elevated  temperature,  24  hours,  a  day? 

High  temperatures  such  as  60*C  are  generelly  used  for  FDA 
regulated  products  In  order  to  predict  long  term  stability.  With 
the  packaging  material  failures,  use  of  the  accelerated  aging 
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scheae  as  a  predictive  tool  becomes  unreliable.  The  problem  is 
only  magnified  when  one  takes  into  consideration  the  unexpected 
temperature  excursions. 

Consideration  should  be  given  to  evaluating  the  thermal  stability 
of  the  current  M291  SDK's  being  produced  with  emphasis  on 
improved  temperature  control  and  monitoring,  tfith  the  multitude 
of  changes  that  have  taken  place  throughout  this  program,  perhaps 
the  packet  heat  seal  Integrity  has  Improved  sufficiently  to 
render  any  concerns  about  storage  at  60*C  irrelevant. 


Ambergcrd  >:;E--555  Resin  Stability  Studies 

Percent  Solids  Data 
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Surface  Area  Data  (Dry  Resin) 
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CIS  Vapor  Desorption  Data 
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Ambergard  XE— 555  Resin  Stability  Studies 

DFP  Vapor  Desorption  Data 
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Kinetic  Iodine  Data 
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Basicity  Data 
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2.  Photoallerqy  Test  with  Watural  Sunlight 
a.  Suaaarv 

A  study  was  carried  out  at  Hill  Top  Research,  Inc.,  St. 
Petersburg,  Florida  to  evaluate  the  irritation,  contact 
sensitization  and  photoallergic  potential  of  the  Ambergard  XE-555 
resin  (25%  weight/voluae  aqueous  dispersion). 

Fifty  eight  (58)  huaan  volunteers  entered  the  study.  All 
applications  were  by  24  hour  contact  occlusive  patches.  Forty 
nine  (49)  subjects,  26  fenales  and  23  sales,  coapleted  all  phases 
of  the  experiaental  plan.  The  study  consisted  of  three  phasesi 
pretest,  induction  and  challenge. 

During  the  pretest  phase  a  single  application  of  each  sample  was 
made  to  a  naive  site  on  the  right  upper  arm  (utilized  for 
photopatch  evaluations)  and  to  the  left  upper  arm  (used  to 
evaluate  irritation  and  contact  sensitization).  Patches  were 
removed  24  hours  after  application  by  the  laboratory  staff  and 
the  patch  area  was  gently  wiped  with  a  disposable  cloth  moistened 
with  distilled  water.  Supervised  sun  exposure  to  the  photopatch 
site  was  conducted  within  ten  minutes  after  patch  removal  for  a 
period  of  IS  to  20  minutes  between  the  hours  of  10i00  A.M.  and 
12i00  P.M.  The  left  upper  arm  was  shielded  from  sun  exposure. 
Patch  sites  were  evaluated  24  hours  after  sun  exposure. 

The  induction  phase  consisted  of  eight  applications  of  each 
sample  to  the  photopatch  site.  Sun  exposures  were  supervised  on 
Tuesdays  and  Thursdays!  exposures  made  on  Saturdays  were 
unsupervised.  Photopatch  sites  were  evaluated  24  hours  after  sun 
exposure  for  applications  2,  4.  5,  7  and  8  and  48  hours  after 
exposure  for  applications  3.  6  and  9. 

Following  the  induction  phase,  subjects  did  not  receive 
application  of  the  test  materials  for  9  to  11  days.  During  this 
rest  time,  subjects  were  asiced  to  avoid  sun  exposure  to  the  patch 
sites. 

The  challenge  phase  consisted  of  a  single  application  of  each 
sample  to  a  naive  site  on  both  upper  arms.  The  photopatch  site 
was  exposed  to  natural  sunlight  following  the  procedure  outlined 
in  the  pretest  phase.  Evaluations  were  made  48  and  96  hours 
after  application. 
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b.  Results  and  Conclusions 

None  of  the  forty-nine  (49)  subjects  completing  the  photoallergy 
test  with  natural  sunlight  exhibited  responses  during  the 
pretest.  Induction  or  challenge  phases. 

Based  on  the  above  results.  It  was  concluded  that  Anbergard 
XE-555  decontaminating  resin  shows  no  evidence  of  Irritation, 
contact  sensitization  or  photoallergy. 


3.  Repeated  Insult  Patch  Test 

a.  Summary 

A  study  was  carried  out  at  Hill  Top  Research.  Inc..  St. 
Petersburg,  ?lorlda.  to  Investigate  the  skin  sensitization 
potential  of  Ambergard  XE-55S  resin  (25t  w/v  aqueous  dispersion). 
The  experimental  design  utilized  for  this  study  was  the  Jordan- 
King  Modification  of  the  Oralze  Procedure. 

One  hundred  and  sixty-eight  (168)  human  volunteers  entered  the 
study.  Induction  applications  of  the  test  materials  were  made 
three  times  a  week  (on  Monday,  Wednesday  and  Friday)  for  three 
successive  weeks.  The  Monday  and  Wednesday  applications  remained 
In  contact  with  the  skin  for  forty  eight  hours,  while  the  Friday 
applications  remained  In  contact  with  the  skin  for  seventy  two 
hours.  One  hundred  and  fifty-one  (151)  subjects.  74  females  and 
77  males,  completed  ail  phaoss  of  the  experimental  plan. 

b.  Results  and  Conclusions 

lone  of  the  one  hundred  and  fifty-one  (151)  subjects  completing 
the  repeated  insult  patch  test  exhibited  responses  during  the 
induction  or  challenge  phases. 

Mo  evidence  of  delayed  contact  hypersensitivity  was  observed 
during  the  Human  Repeated  Insult  Patch  Test. 
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4.  Anberoardu  XE-555  Resin  Compatibility  with  Chealcal  Protective 
Masks 


a.  Sumaarv 

Unmasked  individuals  contaminated  with  chemical  agents  will  mask 
and  then  decontaminate  their  hands  and  then  their  face  with  the 
SDK.  In  the  process  of  facial  decontamination  the  interior 
surface  of  the  protective  mask  will  come  in  contact  with  the 
Ambergard  XE-555  resin. 

The  JSOR  for  the  SDK  requires  that  the  decontaminant  must  not 
degrade  the  protective  characteristics  of  the  HOPP  gear.  A  key 
element  in  this  is  that  the  decontaminant  not  degrade  the 
physical  properties  of  the  elastomers  used  in  the  construction  of 
the  protective  masks.  The  key  masks  are  the  H17  series,  the  H40 
and  the  USAF  MCU'2/P.  Two  (2)  tests,  a  dynamic  mechanical  test 
run  at  20  degrees  C  and  at  a  frequency  of  10  rad/sec.  ,  and  a 
tensile  elongation  test  run  at  room  temperature  were  used  to 
compare  the  properties  of  mask  elastomers  with  and  without 
exposure  to  the  decontaminating  resin.  The  properties  of 
strength  and  resiliency  that  were  evaluated  are  the  most  critical 
to  the  use  of  the  elastomers  in  the  masks.  These  properties  are 
strongly  related  to  the  molecular  weight  and  degree  of 
crosslinking  of  the  elastomer.  These  molecular  characteristics 
are  the  ones  most  affected  by  polymer  degradation. 


b.  Details  and  Results 

Strips  of  elastomer  material  were  obtained  from  each  of  the  three 
types  of  mask,  the  H17A2.  H40.  and  USAF  HCU-2/P  masks.  Samples 
were  obtained  in  pairs,  one  sample  from  the  left  side  was  matched 
with  a  sample  taken  from  the  same  location  on  the  right  side  of 
each  mask.  One  of  each  of  these  pairs  was  exposed  to  AabSrgard 
XE-555  resin,  with  the  other  sample  acting  as  the  untreated 
control.  Bight  (8)  ASTH  0-638  Type  V  tensile  test  specimens  were 
cut  from  each  mask.  Specimens  were  cut  using  a  Denison  Hydraulic 
Multipress  and  the  appropriate  cutter.  Four  (4)  0.25  inch  by  2 
inch  samples  were  also  taken  from  each  mask  for  the  dynamic 
mechanical  test. 

The  mask  samples  were  totally  immersed  in  a  mixture  of  25% 
Ambergard  XE-555  resin  and  75%  water  with  a  sodium  chloride 
concentration  equivalent  to  that  in  human  sweat  (8  grans  of 
sodium  chloride  per  liter).  The  samples  were  kept  in  this 
mixture  for  336  hours  at  37  (♦/-  1)  degrees  C.  The  mixture  was 
stirred  at  22  rpm  to  Insure  homogeneous  exposure.  The  test 
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conditions  approximate  an  environment  inside  the  mask  with  regard 
to  a  possible  ratio  of  sweat  and  resin  being  held. at  body 
temperature.  The  amount  of  resin  relative  to  the  elastomeric 
material  and  the  exposure  time  far  exceed  any  actual  exposure 
conditions. 

Th^  mechanical  dynamic  analysis  was  accomplished  by  measuring  the 
tensile  elastic  moduli  (C')  on  a  Rheometrics  Dynamic  Spectrometer 
(RDS-7700,  Rheometrics  Inc.)  at  23  degrees  C.  Six  (6)  different 
specimens  of  each  sample  were  examined.  The  results  are 
summarized  below  (Table  4).  There  were  no  significant  changes 
with  respect  to  exposure  to  Ambergard  ZE-555  resin. 


Table  4 

Dynamic  Mechanical  Analysis 


Sample  ID  Number  of  Average  B'  Stan  .xd 

Determinations  dynes/sq  cm  Dev*  ition 


M17A2 

untreated 

6 

1.32E4.7 

0. 54B-f7 

M17A2 

treated 

6 

1. 15E+7 

0. 20E-i>7 

MCU-2/P 

untreated 

6 

1.86E4>7 

0.46E-^7 

MCU-2/P 

treated 

6 

1.54E^7 

0.55E+7 

H40 

untteated 

6 

1.77B+7 

0. 18Et7 

H40 

treated 

6 

1.63B+7 

0. 52B+7 

Tensile  strength  wes  measured  according  to  ASTH  using  typs 

V  tensile  specimens  and  a  strain  rate  of  29  in. /in. /min.  The 
specimens  were  conditioned  for  48  hours  in  a  standard  laboratory 
atmosphere  as  defined  in  ASTH  0-618. 

Elongation  and  Load  at  Break  were  measured  and  Tensile  Strength 
at  Break,  Elongation  at  Break,  and  Modulus  at  100%  Elongation 
calculated.  The  results  are  summarized  in  Teble  S.  The  values 
are  an  average  of  four  (4)  specimens. 


Table  S 


Tensile  Elongation  Test 


Saaple  Tensile  Modulus  Tensile  Elongation 

Elongation  Stress 

(psi)  (psi)  {%) 


MCU-2/P 

untreated 

173.7 

1548 

867 

MCU-2/P 

treated 

161.1 

1520 

952 

Ml-'AS 

untreated 

148.9 

4430 

822 

M17A2 

treated 

143.3 

3981 

794 

M40 

untreated 

152.1 

1693 

910 

M40 

treated 

145.3 

1702 

906 

Froa  the  test  data  there  Is  no  indication  that  any  of  the  rubbers 
tested  have  degraded  after  exposure  to  Aabergard  ZB-555  resin. 

The  variations  observed  are  due  to  the  non-unlfora  thickness  of 
the  speciaens  tasted. 
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5.  HBC  Survivability  of  the  M291  Skin  Decontaminating  Kit 

The  issue  of  NBC  survivability  of  the  ZM291  SDK  was  addressed  by 
the  Battelle  Meaorial  Institute.  Saaples  of  the  SDK  packets  and 
overwrapped  boxes  of  kits  were  supplied  by  Roha  and  Haas  Conpany 
to  be  used  in  this  testing.  The  following  inforaation  was 
extracted  froa  the  Battelle  report. 

a.  Background 

Aray  Regulation  (AR)  70-71  requires  that  all  new  iteas  of 
aission-essential  equipaent  be  evaluated  for  NBC  hardness, 
decontaainability,  and  coapatibllity  prior  to  type 
classification.  These  factors  are  the  eleaents  of  equipaent 
survivability.  This  section  suaaarizes  the  analysis  of  the  SDK 
packet  and  the  box  in  which  they  are  to  be  contained  for 
decontaainability  and  hardness  following  the  Joint  Services 
Operational  Requireaents  (JSOR)  and  AR  70-71.  (Coapatibllity  was 
not  deterained  during  this  effort). 

Decontaainability  is  the  ability  of  equipaent  to  be 
decontaainabed  to  a  level  which  does  not  present  a  huaan  hazard 
after  exposure  to  chealcal  agent.  Materials,  design,  and 
contaaination  control/avoidance  are  key  factors  in  deteraining 
the  decontaainability  of  an  itea. .  Hardness  is  the  ability  of  an 
itea  to  withstand  the  effects  of  chealcal  contaaination  and 
subsequent  decontaaination  and  continue  to  perfova  its  alssion. 

Tests  were  conducted  with  chealcal  agents  only;  radiological  and 
biological  contaainants,  although  covered  by  AR  7B-71,  were  not 
tested  since  they  are  not  addressed  in  the  JSOR. 


b.  Conclusions 

Using  thickened  HD,  both  the  SDK  polyester/foil  laalnate  packets 
and  the  polyester/polyethylene  wrapped  flberboard  box  that 
contains  29  kits  are  cheaically  decontaainable  as  defined  by 
AR  79-71. 

The  skin  decontaaination  kit  (SDK)  does  decontaalnata  the  SDK's 
to  about  the  98%  level  for  thickened  HD  (THD)  when  appropriately 
applied  by  trained  personnel. 

The  overwrapped  boxes  of  SDK's  (Unit  of  Issue)  can  be 
deeontaainated  to  the  *99\  level  with  DS-2  without  deleterious 
effects  on  the  box. 

The  packets  were  found  to  be  coapletely  hard  to  penetration  or 
deleterious  effect  of  THD. 
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The  overwrapped  boxes  are  substantially  chealcally  and  physically 
hard  to  DS-2  used  as  a  decontaalnatlng  agent. 

The  tests  of  the  SDK  packet  and  the  box  were  designed  to  worst- 
case  standards.  The  use  of  thickened  agent,  high  challenge 
densities,  contaalnatlon  of  seaas  and  seals,  long  contanlnation 
times,  and  immediate  sampling  following  decontamination,  all 
contribute  to  creating  the  most  challenging  scenario  for  the  SDK 
packet  and  box  (which  ensures  that  they  will  also  perform  to 
standard  under  more  likely  scenarios). 


6.  Packet  Self-Decontamination 


a.  Sunnarv 


Rohm  and  Haas  Company  was  asked  to  address  the  issue  of  the 
number  of  individual  SDK  packets  that  could  be  decontaminated 
using  one  fresh  applicator  pad. 

Packets  were  contaminated  using  thickened  methyl  salicylate  (TMS) 
applied  at  the  10  g/m^  threat  level.  A  fresh  pad  from  a  non- 
contaminated  packet  was  then  used  for  the  decontamination.  The 
most  efficient  decontamination  was  accomplished  by  thoroughly 
rubbing  the  entire  surface  of  each  side  of  the  contaminated 
packet  for  the  specified  period  of  time,  making  sure  to  utilize 
the  entire  pad  surface  of  the  decontaminating  applicator  pad. 
Following  the  decontamination  excess  decon  powder  was  removed 
from  the  packet  surface  by  tapping  the  packet  on  a  hard  surface 
(lab  bench  top)  and  then  the  packet  was  rinsed  and  surface  wiped 
•lith  methyl  alcohol.  The  alcohol  solution  was  then  filtered 
through  a  0.45  micron  disposable  filter  and  analyzed  via  U.V. 
'tpectrophotometry.  The  laboratoity  data  are  presented  below 
(Table  6).  The  data  suggest  that  the  most  efficient 
decontamination  procedure  would  be  the  30  seconds  rub  time  which 
would  permit  one  to  decontaminate  four  complete  SDK  packets  (8 
sides)  with  another  SDK  yielding  >95  percent  THS  removal  from 
each  packet. 


Table  6 

SDK  PACKET  OECOKTAMINATION 
TMS  Threat  Level i  10  g/M^ 

t  TMS  REMOVAL 


SIDE 

IS  SECONDS 

RUB  TIME 

30  SECONDS 

RUB  TIME 

60  SECONDS 

RUB  TIME 

_ 1- 

81.6 

97.0 

1  99.4 

2 

83.7 

98.1 

98.6 

3 

96.3 

96.4 

96.6 

4 

94.9 

97.5 

98.1 

5 

95.9 

95.9 

97.3 

6 

95.8 

97.6 

92.1 

7 

95.8 

96.8 

76.7 

8 

96.0 

95.2 

70.4 

9 

98.8 

96.8 

71.6 

10 

96.3 

92.1 

40.9 

7_._Regln  Delivery  Rate 
a.  Suwarv 

The  XH291  Skin  Decontaalnating  Kits,  as  delivered  fron  PACO  to 
Roha  and  Haas,  were  tested  for  their  ability  to  decontaalnate 
thickened  aethyl  salicylate  (TMS)  froa  a  rough  KYDEX  plastic 
surface.  It  was  found  that  the  XM291  did  not  reaove  the  TMS  as 
effectively  as  the  previous  tested  prototypes.  The  earlier 
prototypes  reaoved  >97  percent  of  the  TMS  whereas  the  XM291 
reaoved  only  80  percent.  During  this  testing  it  was  observed 
that  the  ZM291  w£s  delivering  less  resin  than  the  earlier 
prototypes  (0.5  g  versus  1.8  g  respectively).  Further 
observation  revealed  that  the  resin  In  the  IM291  tended  to  be 
located  entirely  in  one  half  of  the  applicator  pad  and  the  resin 
appeared  to  cluap.  It  was  also  noted  that  the  non-woven  of  the 
ZM291  applicator  pad  was  considerably  coapressed  which  Could 
certainly  contribute  to  the  poor  resin  delivery  rate.  The 
coapressed  non~woven  Is  the  result  of  one  of  the  production  steps 
which  requires  that  all  of  the  air  be  reaoved  froa  the  foil 
packet  to  prevent  aoveaent  of  the  pad  during  transport  and 
subsequent  loss  of  resin  froa  the  pads  due  to  vibrations. 
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It  was  found  that  proper  resin  release  could  be  achieved  through 
■anlpulatlon  of  the  proper  variables,  l.e.  resin  distribution  In 
the  pad,  resin  clumping  and  compression  of  the  non-woven.  Both 
the  resin  clumping  and  non-woven  compression  could  be  controlled 
via  changes  In  the  foil  packet  compression  step  during  kit 
production.  The  resin  distribution  could  be  enhanced  by  heat 
sealing  the  applicator  pad  In  the  center  such  that  half  of  the 
resin  load  is  contained  In  each  half  of  the  pad.  These  variables 
and  changes  in  kit  design  were  considered  in  subsequent  kit 
design  upgrades  (see  Section  9.  Kit  Design  Improvements). 


8.  SDK  Environmental  Tenting 
Summary 

The  purpose  of  the  SDK  environmental  test  was  to  evaluate  the 
stability  of  the  XM291  Skin  Decontaminating  Kit  packaging 
components.  There  was  no  reason  to  believe  that  the  Ambergard 
ZE-555  resin  would  be  affected  by  these  short  term  exposures  as 
long  as  the  packet  remains  Intact.  For  this  reason,  the  resin 
was  not  part  of  this  evaluation.  Long  term  exposure  of  the  resin 
to  low  and  high  environmental  temperatures  are  reported  elsewhere 
(see  Section  C. 1) . 

The  tests  were  carried  out  In  the  Product  Testing  Laboratory 
(PTL)  at  American  Electronic  Laboratories  (AEL),  In  Landsdale, 

PA.  AEL's  PTL  has  been  accredited  by  the  Defense  Contract 
Administration  Services  (DCAS)  to  perform  a  number  of  standard 
military  environmental  tests.  The  Integrity  of  the  foil  packet 
and  overwrapped  Unit  of  Issue  was  evaluated  after  exposure  to 
various  exaggerated  environmental  conditions.  The  basis  for 
these  tests  was  MIL-STD  810D.  The  test  Items  consisted  of 
twenty-five  (25)  overwrapped  Units  of  Issue.  The  overwrap  In 
this  Instance  was  the  thicker  version  noted  In  the  previous 
section.  4.5  mil  thick  as  opposed  to  the  2.5  mil  material  used  in 
the  production  of  the  5,000  kits.  In  addition,  sixty  (60) 
Individual  decon  packets  were  Included  In. the  testing.  The  five 
(5)  tests  and  a  brief  description  of  their  objective  may  be  found 
In  Table  7. 
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Table  7 

Envlronaental  Tests 


TEST  MIL-STD  810D  OBJECTIVE 

METHOD 


High  Temperature 

Method  501.2. 
Procedure  I. 
Induced  Hot. 

To  determine  the  resistance 
of  the  SDK  components  to 
elevated  temperatures 
during  their  service  life, 
either  in  storage  or  under 
service  conditions. 

Low  Temperature 

Method  502.2. 
Procedure  I. 
Severe  Cold. 

To  determine  the  resistance 
of  the  test  items  to 
pertinent  low  temperatures 
during  their  service  life, 
either  in  storare  or  under 
service  conditions. 

Temperature  Shock 

Method  503.2. 
Procedure  I. 

To  determine  the  effects  of 
sudden  changes  in  the 
temperature  of  the 
surrounding  environment. 

Humidity 

Method  507.2. 
Procedure  II. 
Induced  Cyclic 
High  Humidity. 

To  determine  the  resistance 
of  the  test  items  to  the 
effects  of  exposure  to  a 
warm,  highly  humid 
atmosphere  such  as  is 
encountered  in  tropical 
areas. 

Salt  Fog 

Method  509.2. 
Procedure  I. 

To  determine  the  resistance 
of  the  test  items  to  the 
effects  of  an  aqueous  salt 
atmosphere. 

AEL'8  report  (Test  Report  NO.  89-578-9498)  indicates  no  najor 
physical  anomalies  noted  upon  post-test  inspection. 


47 


D.  KIT  DESIGM  IMPR0VEMEMT3 

Based  upon  the  difficulties  encountered  during  the  manufacture  of 
the  5,000  kits,  improvements  in  the  design  of  the  SDK  were 
identified.  Concentrated  efforts  were  undertaken  to  Improve 
component  materials  to  withstand  the  conditions  of  use  and 
efficiency  of  resin  delivery.  The  nonwoven  handle,  overwrap  bag 
and  polyester  backing  material  were  found  to  be  functionally 
deficient  and  alternate  material  designs  were  needed. 


1.  Handle 

The  nonwoven  material  used  to  fabricate  the  handles  was  found  to 
have  several  undesirable  characteristics.  The  material  failed  to 
remain  attached  to  the  polyback  material  during  many  of  the 
decontamination  demonstrations/simulations.  Also,  the  desired 
width  was  impossible  to  procure  necessitating  expensive  die 
cutting  for  the  Phase  I  production. 

An  alternate  material,  a  polypropylene  scrim  cast  on  urethane 
film  was  also  unacceptable  because  of  non-adherence  to  the 
polyester  backing  material. 

A  2  mil  LDPE/48  ga.  PET  material  was  evaluated  and  although  the 
sealing  quality  to  the  polyester  backing  material  was  greatly 
Improved  ,  tear  resistance  was  poor  and  it  was  disqualified  as  a 
candidate.  The  search  for  an  Improved  handle  material  continued 
into  the  next  phase  of  the  program  (See  Section  1.2). 


2.  Center  Heat  Seal 

The  original  applicator  pad  design  included  heat  seals  along  the 
exterior  edges  of  the  pad  to  contain  the  Ambergard  resin  behind 
the  nonwoven  material.  As  a  result  of  this  the  resin  was  found 
to  collect  at  one  end  of  the  pad  and  did  not  provide  the  user 
with  adequate  resin  for  delivery  at  the  opposite  end  near  the 
fingertips.  A  center  heat  seal  was  incorporated. into  the  design 
in  order  to  provide  resin  delivery  over  the  entire  pad  surface 
during  decontamination.  Manufacture  of  the  applicator  pad  would 
now  be  accomplished  by  filling  approximately  1/2  the  resin 
required,  heat  sealing  the  midpoint,  and  completing  the  fill  in 
the  top  half  of  the  pad.  Essential  to  this  operation  was  the 
necessity  to  seal  the  nonwoven  to  the  backing  when  resin  dust  is 
present  in  the  designated  area. 
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3.  Polvback 

During  kit  manufacture,  it  was  found  that  the  polyester  backing 
material  from  3M  (Scotchpak*)  and  Archer  w^is  unable  to  provide  an 
adequate  bonding  surface  when  the  presence  of  powder 
"contaminated"  the  seal  area.  The  addition  of  a  center  seal  to 
the  pad  eliminated  each  of  these  laminates  from  consideration.  A 
material  that  would  seal  to  th:  nonwoven.  regardless  of  the  resin 
dust  presence,  was  sought.  After  rejecting  a  LDPE  material 
modified  with  EVA  as  a  sealing  surface.  Modern  Packaging  provided 
a  LDPE/PET/Surlyn  laminate  material  that  provided  the  strength  of 
bond  required  to  seal  to  the  pad  despite  the  presence  of  powder 
on  the  sealing  area. 


4.  Overwrap  Bac 

The  original  film  material  used  for  wrapping  the  Unit  of  Issue 
was  a  structure  consisting  of  2.5  all  PET/Medium  Density 
Polyethylene.  This  structure  proved  to  be  inadequate.  During 
manufacture  and  handling,  the  film  tore  and  the  seals  would  not 
withstand  sealing  in  the  vacuum  chamber.  After  reviewing  several 
candidate  materials,  Jaite  Packaging  submitted  a  4.5  all  (0.5  ail 
PET,  4  ail  LDPE  modified  with  3%  EVA)  laminate.  This  material 
exhibited  an  ability  to  provide  heat  seal  seams  that  were  strong 
and  durable. 
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B.  SYSTEMS  EHGIHEERIHG 


1.  Machinery 

The  next  phase  of  the  program  would  require  the  fabrication  of 
the  SDK  with  equipment  capable  of  production  rates  in  excess  of  1 
■llllon  kits  per  ytc  .  As  there  were  no  off-the-shelf  equlpnent 
available  which  couIg  be  used  tc  fabricate  these  SDK,  special 
equipment  had  to  be  designed.  Accordingly,  requests  for 
proposals  of  equipment  for  Phase  II  were  made  to  six  different 
suppliers.  Only  one  manufacturer  was  willing  to  quote  on 
machinery  for  both  components  of  the  primary  package,  l.e.,  the 
fiber  pad  and  the  foil  packet.  The  Rexham  Corporation  submitted 
a  preliminary  proposal  of  machinery.  Initial  equipment  design 
for  a  commercial  speed  SD^C  production  line  was  begun  during  this 
phase  of  the  program  In  anticipation  of  the  tight  time 
constraints  for  Phase  II. 


a.  Filler  Testlno 

Samples  of  Ambergard  XE-555  resin  were  sent  to  Bemis  Machinery 
and  the  Bartelt  Division  of  the  Rexham  Corporation.  Fill  test 
and  lab  reports  were  requested. 

After  80  trials,  the  distribution  of  fill  weights  were 
surprisingly  tight  with  a  standard  deviation  of  only  0.018  grams. 
The  Rexham  fillers  utilize  augers  and  we  initially  were  concerned 
that  the  powder  might  bridge  and  not  transfer  with  an  auger. 
However,  the  flow  promoter  Incorporated  into  the  Ambergard  ZE-555 
resin  proved  effective  in  preventing  this  undesirable  bridging 
pbenlmena. 


b.  overwrapper/  Vacuum  Packaging  Machinery  Manufacturers 

The  original  plan  for  the  first  phase  involved  the  use  of  a  Koch 
Multi-Vac  machine  available  at  PACO  for  the  overwrapping  of  the 
unit  of  issue.  As  the  project  proceeded,  the  va;uum  sealing 
chamber  of  this  particular  machine  proved  to  be  too  small  for  the 
final  design  of  the  Unit  of  Issue.  A  search  into  the  food 
packaging  industry  locnted  4  manufacturers  of  vacuum  packaging 
machines. 

Four  prominent  overwrapping  machine  manufacturers  were  contacted. 
Of  these,  Koch  Multi-Vac  and  Smith  Equipment  indicated  that  they 
had  equipment  capable  of  vacuum  sealing  the  overwrapped  Unit  of 
Issue. 
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A  prellalnary  visit  was  aade  to  Smith  Equipment  of  Clifton.  HJ  to 
investigate  the  suitability  of  their  equipment.  Their  proposed 
vacuum  packaging  machine  (made  in  Austria)  is  similar  to  the 
Multi-Vac  machine  with  a  few  extra  improvements i  an  automatic 
residual  film  cut-off.  a  wider  seal  area  and  two  hot  wires  in 
each  of  the  two  sial  bars.  The  last  feature  is  significant,  in 
that  the  machine  is  capable  of  sealing  through  wrinkled  film. 
Consequently,  the  Smith  unit  was  selected  for  the  final  design. 

2.  Packaging  Requirements 


a.  vj'nit  of  Issue 

A  problem  with  the  corrugated  Unit  of  Issue  was  encountered 
during  evaluation  of  the  4  mil  thick  overwrap  bag  material.  In 
an  attempt  to  meet  the  criteria  to  eliminate  billowing  of  the 
overwrap  at  the  initial  altitude  criteria  of  36.000  feet,  the 
overwrapped  boxes  were  vacuum  sealed  at  a  pressure  equivalent  to 
that  altitude.  When  the  owerwrapped  boxes  were  then  exposed  to 
sea  level  pressure,  excessive  crushing  on  all  panels  of  the 
corrugated  box  occurred. 

Over  the  course  of  sevcval  months  the  following  design 
alternatives  were  investigated; 

1.  Addition  of  a  Z-divider  to  the  existing  Unit  of  Issue. 

2.  Consideration  of  heavier  test  corrugated  iei 
3S0*  6  6509  test. 

3.  Cellular  partitioning  within  the  existing  Unit  of  Issue. 

4.  Reconfiguring  the  Unit  of  Issue  dimensions  to  a  more 
cubic  design. 

5.  Addition  of  top  and  bottom  layerboards  inside  the  master 
shipper  to  provide  protection  to  the  unit  of  issiie. 

In  our  subsequent  evaluations  of  the  above,  taking  into  account 
form,  fit.  function  and  cost,  it  was  decided  to  include  the 
addition  of  a  z-divider  into  the  existing  Unit  of  Issue  (200# 
test).  Test  results  showed  acceptable  results  at  20.000  feet  of 
altitude,  a  pressure  acceptable  for  air  transport. 
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P.  TKCHHICAL  DATA  PACKAGB 


1.  Suaaarv 

Part  o£  the  contract  requirements  was  the  creation  of  a  Technical 
Data  Package  (TOP).  The  TOP  is  an  information  source  that 
defines  the  specifications  and  testing  requirements  necessary  to 
manufacture  H291  kits.  The  documents  making  up  the  TDP  were  the 
Purchase  Description  (PD),  Special  Packaging  Instructions  (SPI), 
Engineering  Drawing  Package.  Packaging  Cost  Analysis, 
Environmental  Assessment  and  Operator's  Manual. 

Much  effort  was  expended  completing  this  task,  primarily  due  to 
the  nature  of  the  development  process  surrounding  this  project 
Because  of  continuous  evaluation  of  kit  design  effectiveness, 
many  changes  were  implemented  to  the  coeponent  structures,  kit 
specifications  and  testing  requirements  during  the  period  when 
the  TDP  wa'  being  assembled.  Bach  change  initiated  a  process  of 
decision  making,  evaluation,  validation,  implementation, 
submittal,  possible  revision  and  approval  affecting  the  assembly 
of  many  of  the  TDP  components. 


2.  Purchase  Description  (EA-B-1657) 

The  purpose  of  a  Purchase  Description  is  to  provide  a  source  of 
reference  to  anyone  needing  information  about  the  source 
documents,  inspection  and  examination  test  requirements,  and 
procedures  or  levels  of  acceptance  for  the  packaging  of  the  kit. 
The  Purchase  Description  is  not  intended  to  define  or  dictate  a 
specific  manufacturing  process. 
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a.  Destructive  Testing 

Testing  requlreaents  specify  function  related  assembly  steps  of 
the  kit.  After  considerable  discussion  over  many  months,  a  list 
of  destructive  tests  was  agreed  upon  for  the  purpose  of  defining 
acceptable  kit  performance.  The  tests  were  as  followsi 

1.  Total  pad  fill  weight 

2.  Half  pad  fill  weight 

3.  Pad  heat  seal 

4.  Handle  heat  seal 

5.  Overwrap  heat  seal  seam 

6.  Total  packet  fill  weight 

7.  Packet  assembly  leakage 

8.  Box  leakage 

9.  Holsture  content  of  resin  In  pad 

10.  Sorptive  quality  of  resin  In  Pad 

It  was  determined  that  a  alhlmum  of  2.8  grams  of  Ambergard  ZB-555 
resin  was  required  to  be  contained  In  each  pad  with  a  minimum  of 
1.0  grams  of  resin  on  either  side  of  the  center  heat  seal. 

Testing  for  pad  and  handle  heat  seals  assured  that  the  applicator 
pad  assembly  was  strong  enough  to  withstand  the  rubbing  required 
to  decontaminate  the  skin.  With  strong  heat  seal  bonds,  the 
resin  will  deliver  through  the  nonwoven  material,  while  securely 
fastened  to  the  rear  of  the  applicator  pad.  Overwrap  heat  seal 
Integrity  testing  checked  the  final  heat  seal  created  during  the 
vacuum  sealing  process. 

Submerged  vacuum  desiccator  testing  of  the  foil  packet  stressed 
Its  heat  seals  by  Increasing  the  internal  pressure  of  the  packet 
relative  to  the  outside  vacuum.  As  the  air  Inside  the  packet 
expanded,  tell-tale  bubbles  would  show  evidence  of  leakage.  Also 
upon  opening  the  foil  packet,  any  moisture  present  Inside  the 
packet  Indicated  evidence  of  leakage.  Preventing  exposure  to 
envlronnencal  changes  was  essential  to  guarantee  the  Integrity  of 
the  Ambergard  resin  at  the  time  of  use. 

Total  packet  fill  weight  was  checked  to  insure  against  resin  loss 
during  the  various  manufacturing  steps.  For  example,  the  process 
of  Inserting  applicator  pads  Into  the  packets  nay  contribute  to 
resin  loss. 

Holsture  content  of  resin  and  sorptive  quality  of  resin  were  In- 
process  laboratory  tests.  These  test  Insured  that  the  quality  of 
the  resin  had  not  been  compromised  by  the  process  of  warehousing 
or  kit  manufacture, 
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b.  Rxaipi "t>»cxon 

Conformance  co  ».>i  i  *3pecif  ■* 'dtions  for  SDK  are  primarily 

''otcruin ?d  by  J/  it;  i«tio''«  of  the  vario* -i  assemblies  produced 
'during  kit  manufacture.  Examination  is*  .rnducted  at  the 
following  ai  sembly  of  kit  f abricati./-w 


1)  Spolicator  pad  sir. -assembly . 

2)  P^rkct  assembly,  ?.nc 

3)  Skin  decontaminating  i-.r  "it ibly. 

Each  of  these  have  acc  rptance  c-itr.iia  ha'cd  on  3  categories; 
dimension,  function,  workmanship.  The  packaging  of  the  Skin 
L'econtam:- nating  Kits  into  Units  of  Issue  and  master  shippers  are 
examined  for  correct  markings,  ml,:'Bing  components  or  kit 
quantities  not  as  specified.  I:-,  general,  the  Level  II  testing  is 
selected  to  provide  t.;.»  assurar.ie  that  defect  levels  would  be 
mininized  and  quickly  itctad. 


3.  Special  Packaalna  Instructions  (PS-77-23011 

This  documePw  serves  as  a  reference  for  identifying  the  Military 
Standards  that  govern  the  intermediate  packaging  and  final 
packing  steps  necessary  to  prepare  the  Units  of  Issue  for 
shipment. 

The  SPI  covers  Level  A  and  Level  B  packing  of  four  Units  of  Issue 
per  chosen  shipping  container.  The  help  of  CRDEC  personnel  was 
invaluable  due  to  the  number  of  tasks  at  hand.  Specifically, 
their  experience  in  the  field  of  Packaging  Engineering  quickly 
identified  appropriate  Military  Standards  impacting  th«  shipment 
of  the  SDK. 

Enclosed  in  the  SPI  are  dimensional  requirements  of  the  shipping 
containers,  exterior  marking  reference  documents,  quality 
assurance  reference  documents,  unitization  reference,  and  unit 
pack  logistics  data. 
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4.  Drawings 

The  development  of  the  drawing  package  for  the  SDK  evolved  over 
many  months.  Initial  Level  3  drawings  for  the  Unit  of  Issue  and 
kit  were  developed  during  the  dth  month  of  Phase  I  and  submitted, 
followed  by  11  additional  drawings  provided  during  the  11th 
month.  The  level  of  detail  at  this  time  centered  on  dimensional 
aspects  of  the  various  kit  assemblies  and  component  Impressions 
to,  make  the  kit.  The  drawing  package  consisted  of  the  following! 


Drawing  5-77-2301 

Box  of  Twenty  Decontaminating 
Kits,  Skim  M291 

Drawing  5-77-2302 

Overwrap 

Drawing  5-77-2304 

Box 

Drawing  5-77-2305 

Decontaminating  Kit,  Skint 

H291 

Drawing  5-77-2306 

Pouch 

Drawing  5-77-2307 

Packet 

Drawing  5-77-2308 

Packet  Assembly 

Drawing  5-77-2309 

Applicator  Pad  Sub-Assembly 

Drawing  5-77-2310 

Handle 

Drawing  5-77-2311 

Applicator  Pad 

Drawing  5-77-2312 

Polyback 

Drawing  5-77-2314 

Box  Insert 

Drawing  5-77-2315 

Resin 

Drawing  5-77-2320 

Pouch  Impression 

Drawing  5-77-2321 

Packet  Impression 

Hampering  the  progress  of  the  Drawing  Package  was  an  effort  to 
perform  kit  design  evaluation  and  upgrade.  Evidence  of 
inadequate  design  characteristics  led  to  a  significant  number  of 
options  when  considering  materials  needed,  alternate  suppliers 
and  alternate  design  options. 

During  this  time,  equipment  manufacturers  were  being  sought  for 
supplying  a  manufacturing  system  capable  of  producing  the  SDK. 
Also,  uncertainty  was  prevalent  about  material  structures 
proposed  for  the  handle,  polyba  '  and  overwrap, 
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This  task  was  further  complicated  by  the  need  for  more  technical 
information  about  material  components.  Vendors  were  required  to 
supply  breakdowns  of  their  laminate  structures.  How  this  should 
be  depicted  on  the  drawings  was  a  subject  of  a  number  of 
revisions. 

In  the  notes  section  of  each  of  the  component  drawings, 
functional  characteristic  data  describing  the  necessary 
attributes  of  each  material  component  had  to  be  constructed. 
Minimum  and  maximum  specification  limits  had  to  be  established 
for  each  material  component.  The  difficulty  in  completing  these 
drawings  was  caused  by  not  having  an  established  data  base  of 
component  production.  As  described  elsewhere  throughout  this 
report,  most  packaging  component  materials  were  specially 
produced  to  satisfy  unique  performance  requirements  of  the  SDK. 
With  the  help  of  the  vendors,  best  estimate  physical  data 
attributes  were  obtained  primarily  using  ASTM  test  methods. 


Since  the  SDK  will  be  used  both  for  training  purposes  and 
following  an  actual  chemical  attack,  the  operator's  manual 
covers  instructions  applicable  to  both.  The  operator's  manual 
was  published  as  a  Joint  Service  Manual.  Rohm  and  Haas  employed 
the  services  of  Koslow  Technologies  Corp.  (KT  Corp. )  to  provide 
the  production  capabilities  for  writing,  illustrating,  editing 
and  preparing  the  camera  ready  mechanicals  of  the  manual. 

The  Final  Draft  Equipment  Publication  (FDEP)  of  the  Operator's 
Manual  for  the  H291  was  submitted  in  accordance  with  the  terms  of 
this  contract.  a| copy  ,of  the  Operator's  Manual  cover  may  be 
found  in  Figure  14. 


To  prepare  for  ths  production  phase  of  the  project,  Paco  selected 
a  site  at  1200  Pa:o  Way.  A  7500  square  foot  area  was  created  by 
demolishing  a  numser  of  packaging  lines.  The  space  was  intended 
to  contain  a  small  warehouse,  resin  filling  room,  secondary 
packaging  room  and  Quality  Testing  Lab.  The  task  of  constructing 
the  facility  incl tided  activities  such  as  the  installation  of  HVAC 
(heating,  ventilation,  air  conditioning),  electrical  service, 
pre-f abrlcated  walls,  drop  ceilings,  epoxy  floor  coating,  dust 
collection  and  lighting. 
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Figure  14 
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The  process  for  determining  which  construction  vendor  to  choose 
was  as  followsi 

(1)  Paco  Engineering  created  a  statement  of  work  based  upon  a 
specific  leasehold  improvement  need. 

(2)  Companies  were  solicited  to  respond  with  their  best  estimate 
of  cost  and  method  of  approach. 

(3)  Choice  was  determined  based  upon  cost.  Small  Disadvantaged 
Business  status  and  the  ability  to  satisfactorily  meet  the 
aggressive  time  schedule  proposed. 


Leasehold  Improvement  contracts  were  awarded  to  the  following 


vendors i 

Type  of  Work 

Demolition 
Painting  • 

Electrical 

HVAC 

Pre-Fabrlcated  Walls 
Plumbing,  Compressed  Air 
Epoxy  Floors 
Drop  Ceilings 
Dust  Collection 


Vendor 

M.  Shine  Inc. 

Thomas  &  Sons 
Gllllgan  &  Hardinl,  Inc. 
Worrell  Bros.,  Inc. 
Hodulex,  Inc. 

Ronald  Veiss  Co. 
Stonehard  Co. 

Island  Acoustics 
Donaldson/Tor It 


.*  Small  Disadvantaged  Business 

The  Improvements  to  the  facility  was  completed  on  schedule  prior 
to  the  receipt  of  the  manufacturing  equipment  from 
Klockner-Bartelt  (formerly  Rexham  Corporation). 


H.  Manufacturing  System  Installation 

I.  Summary 

When  the  Rexham  Corporation  agreed  to  accept  the  challenge  of 
manufacturing  automated  equipment  to  produce  H291  kits,  a  major 
step  towards  full  scale  production  was  taken.  Rexham  Corporation 
representatives  were  the  only  original  equipment  manufacturers 
that  responded  positively  to  the  Rohm  and  Haas/Paco  proposal, 
thus  indicating  that  with  time  and  effort,  they  could  meet  all 
requirements. 
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Prior  to  initiation  of  Phase  II,  engineering  and  design  work  was 
undertaken  in  anticipation  of  the  contract  continuing.  By  early 
December,  1988,  when  the  government  exercised  the  Phase  II 
option,  two  completely  integrated  manufacturing  lines  were 
ordered,  each  capable  of  nominally  producing  750. 0C0  kits  per 
year,  operating  on  a  2  shift/5  day  basis. 

The  list  of  primary  equipment  is  as  followst 

Item  Function 


Applicator  pad  machines , left 
hand.  Serial  i's  3323L  &  3335L 

Forms  applicator  pad 
assembly 

Model  D  auger  fillers.  Serial  i's 
150508,  150509,  150510  &  150511 

Dispenses  Resin 

High  speed  checkweigher  conveyors 

Verifies  fill  weight 

Bartelt  Model  IM7-14.  Serial  I's 
3324  6  3336 

Forms  packet  assembly 

Bartelt  Model  IH-SP  kit  pouch 
machine.  Serial  i's  3325L  &  3337L 

Forms  pouch  assembly 

During  the  months  leading  up  to  the  scheduled  November,  1989 
First  Article  Test  (FAT),  Klockner-Bartelt  representatives  were 
on  site  at  Paco  performing  installation,  check  out  and  final  set 
up  to  meet  the  specifications  of  the  M291.  Safety  measures  were 
demonstrated,  mechanical  training,  equipment  modifications  and 
installations  kept  two  Klockner-Bartelt  technicians  stationed  at 
Paco  for  the  better  part  of  two  months.  The  on-site  support  by 
Klockner-Bartelt  was  evident  even  during  the  FAT  for  Line  il. 

In  an  effort  to  adopt  a  mode  of  continuous  improvement  in  the 
areas  of  naniufacturing  the  M291,  Paco  kept  in  cl6se  contact  with 
Klockner-Bartelt,  documenting  any  changes  made  to  the  equipment. 
Reasons  for  change  vary,  but  for  the  most  part,  dimensional 
changes  to  the  TDP  necessitated  heat  seal  bars  and  cooling  bars 
be  corrected  to  allow  for  maximum  tolerance.  Auger  tooling  was 
identified  to  best  provide  accurate  Ambergard  ZE-555  resin 
dispensing,  which  was  aided  by  the  Hi-Speed  Checkweigher  feedback 
control  module. 
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Changes  in  resin  density  within  the  product  hoppers  are  evident 
in  the  weights  recorded  on  the  checkweigher.  If  a  weight  trend 
develops,  then  the  feedback  control  unit  changes  the  auger 
(revolutions  per  minute)  speed.  This  feature  automatically 
maintains  consistent  resin  weight  In  each  applicator  pad  as 
needed. 

Calibration  of  Instrumentation  deemed  vital  to  the  capabilities 
of  the  Klockner-Bartelt  equipment  was  performed  by  Westlnghouse 
Engineering  Services  Division. 

All  Instrumentation  was  calibrated  and  found  to  be  operating 
within  acceptable  ranges  of  accuracy.  A  schedule  of  calibration 
was  recommended  and  was  incorporated  into  the  quality  assurance 
plan. 
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I.  MATERIALS  DBVELOPMEHT  AMD  KIT  DESIGB  UPGRADE 


1.  Sunaarv 

Further  naterlals  developaent  was  performed  at  this  stage  of  the 
contract  to  evaluate  candidate  materials  which  enhanced  kit 
performance  and/or  Improved  manufacturing  capabilities. 

Earlier  manufacturing  efforts  were  basically  hand  assembly 
operations  with  little  regard  for  eventually  engineering  a 
complete  system  of  equipment.  Components  purchased  for  kit 
manufacture  during  Phase  I  were  found  to  be  Impossible  to  procure 
In  the  widths  and  style  needed  to  be  compatible  with  the 
Klockner-Bartelt  equipment  system. 

The  kit  design  upgrade  segment  covered  the  cost  of  procuring 
those  successfully  tested  materials  identified  during  Materials 
Development,  reducing  to  practice  the  specific  changes  by 
preparing  functional  samples,  and  developing  special  tooling  to 
provide  the  samples.  These  samples  were  utilized  In 
configurational  management  audit  reviews  to  support  engineering 
change  proposals. 


*/ 


\ 

I 

I 

t 


61 


2.  Handle 


As  stated  in  St^ction  D.l,  the  original  material  selected  for  the 
handle  of  the  applicator  pad  assembly  was  rejected.  The  reason 
for  rejection  was  due  to  a  poor  resistance  to  tearing  in  the 
cross  direction.  A  number  of  suppliers  in  the  plastics  industry 
were  canvassed  and  the  decision  was  made  to  evaluate  a  film 
provided  by  the  Archer  Company.  This  film  contained  nylon,  which 
is  a  primary  advantage  when  faced  with  a  requirement  for  strength 
and  durability. 

Because  of  the  availability  of  this  film,  and  the  deadline  to 
provide  a  deliverable  quantity  of  20  kits  for  field  testing  fast 
approaching,  Paco  purchased  and  used  this  5  layer  film  laminate 
for  the  submission.  At  the  time,  an  olive  drab  colored  film  was 
not  available  and  permission  was  granted  to  use  a  clear  laminate 
for  one  time  only.  Archer  gave  assurance  that  the  olive  drab 
pigment  would  not  change  the  functional  characteristics  as 
opposed  to  the  clear  material.  Reports  from  the  Army  were 
favorable  about  the  Archer  handle  material.  Tear  strength,  high 
bond  strength  to  the  polyback  and  the  ability  to  purchase  this 
material  in  a  1.5  inch  roll  width  helped  select  the  film  as  the 
material  of  choice  for  this  function. 


3.  Polvback 

Upon  closer  evaluation  of  the  polyback  laminate  provided  for 
earlier  deliverable  kits,  Paco  representatives  defined  an 
Inherent  defect  in  the  bond  strength  between  layers  of  the 
materials.  The  layer  of  Surlyn  was  poorly  laminated  to  the 
Interior  polyester  layer  and  might  delaminate  during  the 
decontaminating  process.  ORG/Modern  Packaging  engineered  a 
change  to  their  manufacturing  process  by  adding  a 
polyethyleneaaine  coating  to  a  low  density  PE  layer  between  the 
Surlyn  and  polyester.  The  resulting  material  provided  the 
characteristics  necessary  to  meet  the  Intended  function; 
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4.  Pouch  Material  Alternatives 

Cost  reduction  was  mandated  as  being  an  issue  surrounding  the 
Tyvek  kit  material  provided  by  the  Tolas  Company.  This  item  is  ? 
high  priced  component,  and  the  cost  reduction  issue  was  worthy  of 
investigation.  The  essential  function  of  the  Tyvek  pouch  was  to 
provide  a  quiet  durable  material  for  carrying  packet  assemblies 
and  providing  printed  Informative  instructions  for  use  of  the 
kit. 

The  search  process  led  to  nothing  that  was  deemed  acceptable. 
Structures  from  the  Archer  Company  were  rejected  because  of  the 
noise  level,  possibly  compromising  a  soldier's  position. 

CRDEC  enlisted  the  help  of  the  package  engineers  at  the 
Tbbyhannah  Testing  Facility  for  a  Tyvek  replacement  specified  in 
military  or  commercial  standards,  to  no  avail.  At  this  time, 
major  equipment  was  b&ittg  designed  and  a  kit  material  decision 
was  needed.  The  material  provided  by  Tolas  (Tyvek)  was  chosen 
and  the. effort  to  replace  this  item  ceased. 


J.  AMSERGARD  XB-S55  RESIM  GRIHDIHG 


.  1 .  Summary 

During  Phase  II  of  this  contract  a  sufficient  quantity  of 
Ambergard  ZE-55S  resin  was  prepared  in  order  toi  (1)  demonstrate 
the  ability  to  grind  and  blend  at  the  200  gallon  scale,  (2)  prove 
out  and  validate  the  large  scale  packaging  equipment  line 
installed  at  PACO  Pharmaceutical,  and  (3)  produce  sufficient  M291 
SDK's  to  satisfy  FAT. 

The  Ambergard  ZB-555  resin  supplied  during  the  first  phase  of 
Contract  DAMD17-87-C-7116,  as  well  as  the  earlier  Contract 
DAMD17-85~C>520O,  was  prepared  in  a  30  gallon  Attrltor 
(grinder/blender  unit)  located  at  Union  Process  in  Akron,  Ohio. 
However,  in  order  to  demonstrate  the  capability  to  produce 
sufficient  Ambergard  ZE-SS5  resin  to  supply  several  million  M291 
SDK's  per  year,  it  was  necessary  to  scale-up  this 
qrinding/blending  operation  from  the  30  gallon  to  the  200  gallon 
scaje,  the  largest  size  equipment  of  this  type  available. 

Presented  here  is  a  summrry  of  the  work  done  to  scale  up  the 
grinding  of  Ambergard  ZE-555  resin  from  a  30  gallon  Attritor  Mill 
to  a  200  gallon  Attritor  Mill  and  the  key  results  obtained. 
Despite  setbacks  along  t>.e  way,  we  were  successful  in  achieving 
the  capability  to  grind  Ambergard  ZE-555  resin  in  a  200  gallon 
Attritor  Mill.  Moreover,  compliance  with  cGMP  and  a  continual 
improvement  in  grinding  , ields  have  been  demonstrated. 


iimt' 


jtU 


[sljnLd 


Ambersorb  XE-555  resin  was  ground  in  the  pilot  plant's  IS 
AttritCi.'  Mill  usicg  pernutations  of  300.  325.  and  350  rpa.  and 
10,  15,  20.  25,  and  30  minute  grind  times,  and  various  methods  of 
raw  material  component  introduction.  The  grinding  media  used  was 
3/16”  stainless  steel  ball  bearings.  This  media  is  identical  to 
media  available  at  Union  Process  for  use  in  their  200  gallon 
mill.  Previous  grinding  of  Ambergard  XE-555  resin  was  done  with 
1/4”  media  in  Union  Process'  30  gallon  mill.  Our  objective  was 
to  scale  up  to  the  200  gallon  mill  using  the  available  3/16” 
media,  if  possible. 

It  was  found  that  we  could  produce  acceptable  Ambergard  ZE-555 
resin  in  the  IS  Attritor  Mill  with  3/16”  media,  by  adding  all  of 
the  components  together,  and  grinding  at  350  rpa  for  20  to  30 
minutes. 

Early  work  indicated  that  our  method  of  particle  size 
determination  by  Malvern  Particle  Size  Analysis  required 
improvement,  because  of  high  test  to  test  variance.  Using 
designed  experiments,  the  variance  was  greatly  reduced  by 
revising  the  method  of  sample  preparation. 


3.  200  Gallon  Mill  with  3/16”  Grinding  Media  &  all-at-6nce  Raw 
Material  (RM)  Addition 

Our  attempts  to  repeat  the  results  demonstrated  in  the  IS 
Attritor  mill  failed  in  the  200  gallon  mill  at  Union  Process.  Of 
the  1600  pounds  of  Ambergard  XE-555  Intermediate  resin  loaded 
into  the  mill,  only  1051  pounds  were  recovered  as  product. 
Excessive  caking  of  powder  on  mill  walls  prevented  mill  cooling, 
and  resulted  in  moisture  loss  as  steam  and  pressure  buildup  in 
mill.  The  three  factors  that  had  been  changed  since  Ambergard 
XE-555  resin  was  ground  successfully  in  the  30  gallon  mill  at 
Union  Process  in  1986,  were  the  media  size  (3/16”  vs.  1/4”),  the 
method  of  raw  material  addition  (all  at  once  vs.  dry  components, 
then  wet  component),  and  the  size  of  the  mill  (200  gallon  vs  30 
gallon). 


4.  Grinding  Studies  Utilizing  a  30  Gallon  Mill 

To  supply  PACO  with  sufficient  resin  for  first  article  testing. 
1217  pounds  of  good  quality  Ambergard  XE-555  resin  were  produced 
in  Union  Process'  30  gallon  mill  with  1/4”  media  by  the  component 
addition  method.  A  standard  production  rate  of  15  batches  per  8 
hour  day  was  demonstrated. 


A  designed  experlaent  was  conducted  in  the  gallon  mill  to 
deteralne  what  factors  should  be  changed  to,  allow  us  to  grind 
Aabergard  XE-555  resin  in  the  200  gallon  aill  successfully. 
Specifically  media  size  (l/4“  vs.  3/16"),  grind  time  (18  minutes 
vs.  36  ainutes),  and  addition  method  (all  at  once  vs.  component) 
were  examined.  It  was  determined  that  the  media  size  influenced 
product  quality  the  most.  Energy  balance  calculations  showed 
that  the  larger  media  was  more  effective  in  scraping  the  aill 
walls,  which  allowed  greater  heat  transfer  to  occur.  As  a 
result,  less  heating  of  the  resin  occurred,  and  consequently  less 
moisture  was  lost  as  steam.  Based  upon  these  results  we 
recommended  the  purchase  of  6000  pounds  of  1/4"  stainless  steel 
media  for  the  200  gallon  aill. 

5.  30  Gallon  Mill  Production 

Additional  quantities  of  Aabergara  XE-5S5  resin  were  aade  in  the 
30  gallon  aill  to  supply  PACO  with  resin  for  First  Article 
Testing. 


6.  200  Gallon  Hill  Production  with  Hew  1/4*  Grinding  Media 

Tests  were  run  with  the  new  1/4*  aedia  in  the  200  gallon  aill. 
1000  pcuitUB  of  Aabergard  XC-5S5  Intermediate  resin  yielded  940 
pounds  of  Aabergard  XE-S55  resin.  The  last  drum  of  the  fifth 
grind  approached  the  solids  specif icatiom  compared  to  the  last 
drua  of  the  first  grind  using  the  3/16*  aedia.  It  was  recognized 
that  process  optiaization  should  entail  improved  aill  cooling  to 
allow  continuous  grinding  without  heat  buildup  in  the  will. 


Experiaents  were  conducted  to  deteraine  the  ainiaua  amount  of 
aedia  required  to  achieve  adequate  grinding.  It  was  found  that 
5000  pounds  was  acceptable.  It  was  also  found  that  emptying  the 
aill  with  15  p4i  nitrogen  at  moderate  flow  rates  (40-60  standard 
cubic  feet  per  hour)  with  low  speed  agitation  allowed  the  aill  to 
cool  and  permit  continuous  grinding,  without  heat  buildup,  nor 
loss  of  aoisture  as  steaa.  The  standard  grinding  conditions  were 
thus  established  to  bet 

1.  200  gallon  aill  filled  with  5000  pounds  of  1/4*  stainless 

steel  media 

2.  Add  dry  components,  grind  at  high  speed  for  10  ainutes 

3.  Add  wet  coaponcnt,  grind  at  high  speed  for  5  ainutes. 

4.  Increase  pressure  and  flow  of  nitrogen  to  mill,  agitate  at  low 
speed  and  eapty  aill  for  30  to  40  minutes. 
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Froa  these  standard  conditions  we  were  able  to  established 
controls  to  insure  that  we  could  operate  under  cGHP.  Standard 
Operating  Procedures  were  written,  training  was  conducted,  and 
audit  procedures  were  established  and  conducted.  Ambergard 
ZE-555  tesln  produced  during  this  time  fraae  was  qualified  as 
acceptable  under  cGMP.  The  Aabergard  XE-555  resin  produced  in 
this  final  grinding  campaign  was  utilized  for  the  FAT  on  Line  2 
at  PACO. 

In  order  to  demonstrate  an  acceptable  resin  delivery  rate  with 
material  produced  In  the  200  gallon  Hill  versus  that  produced  In 
the  30  gallon  Hill,  PACO  produced  SDK's  containing  Ambergard 
ZE-555  resin  from  each  Hill.  Included  in  this  study  was  the 
effect  of  the  nonwoven  air  permeability  on  the  resin  delivery 
rate.  The  results  shown  In  Figures  15  and  16  suggest  no 
significant  difference  In  resin  delivery  rate  between  Ambergard 
ZB-555  resin  produced  In  the  30  gallon  Hill  versus  the  200  gallon 
Hill.  The  data  also  show  acceptable  resin  delivery  rates  for 
applicator  pads  manufactured  with  applicator  pads  having  air 
permeability  values  of  12  Inches  and  18  Inches  of  water  (Frazier 
Test,  ASTH  D737).  The  values  presented  represent  averages  of  3 
simulated  decontaminations  of  the  hands. 


K.  PROCESS  EQUIPMENT  VALTDATIOW 


1.  Summary 

This  worK  segment  covered  endeavors  related  to  the  validation  of 
the  production  process.  In  this  activity,  the  repeatable  quality 
of  each  machine  subsystem  was  evaluated.  All  operating 
parameters  Including  machine  speed,  pressure,  time  and 
temperature  were  challenged,  analyzed,  and  qualified.  The 
acceptable  range  and  tolerances  of  the  operating  parameters  were 
then  established.  The  major  quality  issues  addressed  werei 

1.  Applicator  pad  heat  seal 

2.  Handle  heat  seal 

3.  Applicator  pad  fill  weight 

4.  Half  pad  fill  weight 

5.  Packet  leakage 

6.  Packet  fill  weight 

7.  Packet  thickness 

8.  Overwrap  integrity 

This  activity  also  involved  the  validation  of  quality  assurance 
testing  and  methods,  i.e.  checkweighers  and  calibration  of 
associated  equipment. 


NONWOVEN:  0.12  AIR  PERMEABILITY 


5  1 

C  O 

s  % 
S  2 

o  o 
n  CNj 


(aCejdAv) 

pdseaiay  ufsau  )0  siuejQ 


Time  (sec) 


NONWOVEN:  0.18  AIR  PERMEABILITY 


67 


if 

c 

<0 

O 

o 

CO 


c 

o 

15 

O 

o 

o 

CM 


■  s 


(aSsjdAv) 

paseaiay  uisay  p  siusjo 


Time  (see) 


68 


L.  COHFIGURATIOHAL  HANAGEHEHT  PLAH  fCMP> 


1.  Summary 

The  Configurational  Management  Plan  (CMP)  establishes  the 
organization  and  procedures  that  shall  be  employed  by  Rohm  and 
Haas  Company  (prime  contractor)  to  maintain  and  control  the 
configuration  of  the  M291  S)cln  Decontamination  Kit  (SDK)  during 
manufacture  and  testing.  The  CMP  also  defines  the  liaison 
between  the  prime  contractor  and  the  procuring  activity.  U.S. 
Army  Medical  Material  Development  Activity  (.USAMMDA)  and  between 
the  prime  contractor  and  the  SDK  Initial  production  manufacturer 
(subcontractor).  PACO  Pharmaceutical  Services.  Inc.  The  CMP  was 
developed  In  accordance  with  the  format  and  content  requirements 
of  MIL-STD-1456. 

At  Rohm  and  Haas,  the  M291  SDK  Principal  Investigator  (PI),  was 
assigned  overall  management  responsibility  for  performance  and 
product  delivery  under  this  contract.  This  management 
responsibility  Included  the  Institution  and  monitoring  of  a  H291 
SDK  configuration  management  (CM)  program.  This  CMP  was  the 
guiding  directive  for  M291  SDK  configuration  management  during 
the  contract  period  of  performance.  The  PI  Interfaced  directly 
with  the  USAMMDA  contracting  Officer's  Representative  (COR)  In 
all  M291  SDK  technical  matters.  Including  CM.  A  Rohm  and  Haas 
M291  SDK  Configuration  Manager  was  designated  by  the  PI. 

Figure  17  Is  an  organizational  relationship  diagram  showing  the 
Interfaces  between  Rohm  and  Haas,  the  USAMMDA,  and  the  M291  SDK 
Initial  production  subcontractor.  PACO  Pharmaceutical  Services. 
Inc. 

A  M291  SDK  Configuration  Control  Board  (CCB)  was  established  at 
Rohm  and  Haas  Company.  Membership  of  the  CCB  consisted  of 
representatives  from  Research  and  Development  (R&D),  Contracts, 
Engineering,  and  Quality  Assurance.  All  members  of  the  CCB  were 
appointed  by  the  PI.  Figure  18  shows  the  CM  organization  within 
Rohm  and  Haas  and  the  makeup  of  the  M291  SDK  CCB. 

Figure  19  shows  the  CM  organization  that  was  established  at  PACO, 
including  the  CM  Advisory  Board  that  was  established  to  assist 
the  sub-contractor  Configuration  Manager  In  the  evaluation  of 
Engineering  Change  Proposals  (ECP's)  within  the  PACO 
organization. 
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Rgure  17.  Contract  DAMD17-87-C-71 16  Configuration  Management  Organizational  Relationships 
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Figure  18.  Rohm  and  Haas  M291  SDK  Configuration  Management  Organization 


M291  SDK 

PROGRAM  MANAGER 


Rgure  19.  PACO  Pharmaceutical  M291  SDK  Configuration  Management  Organization 
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As  a  requirement  of  the  Configurational  Management  Plan,  a  100% 
dimensional  inspection  of  the  Technical  Data  Package  dimensions 
was  required  to  ensure  that  the  drawings  accurately  reflect  -le 
M291  Kits  that  were  produced  during  the  First  Article  Test  A 
second  requirement  was  to  write  the  First  Article  Test  p* . jedures 
to  validate  the  Purchase  Description  EA-B-1657.  The  tcsc. 
procedures  were  written  to  stress  the  initial  testing  beyond  the 
normal  requirements. 
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M.  EHGIKEBRIHG  CHANGE  PROPOSALS  (SCP's) 


1 .  Summary 

During  Phase  II,  thirteen  (13)  Engineering  Change  Proposals  and 
their  corresponding  Notices  of  Revision  (NOR's)  were  submitted  as 
a  result  of  a  more  in-depth  review  of  the  drawings  and  other 
documents  in  relationship  to  the  actual  manufacturing  and  testing 
processes.  The  requests  for  BCP  approval  were  as  followst 

Numbers  in  parentheses  represent  the  document  of  the  TDP 
affected. 

RH0C1- ( 5-77-2307 )  -  Packet  Notch  dimension  and  tolerance  - 
changed  side  notch  location  and  dimensional  tolerances  of  all  the 
notches. 

RH002- ( 5-77-2307 )  -  Packet  notch  depth  -  change  notch  depth  and 
tolerances  -  ‘(Abandoned  as  a  result  of  equipment  re-tooling) 

RH003- ( S-77-2308 )  -  Packet  thickness  -  Decrease  minus  tolerance, 
reflecting  improved  process  control. 

RH004- { EA-B- 1657 )  -  Sorptive  Quality  of  resin  -  revised  sorptive 
test  procedure  to  identify  0.1  N  iodine  solution  and  add  the  use 

of  iodine  calibration  solution. 

) 

RH005- ( 5-77-2308 )  -  Packet  top  seal  dimension  -  increased 
tolerance  on  seal  width  to  agree  with  DWG.  5-77-2307. 

RH006/RH007  (5-77-2310,  2311)  Package  component  attributes 
address  notched  tear  and  air  permeability  parameters. 

RH008- ( 5-77-2309 ,  2311,  2312)  Applicator  Pad  assembly  increased 
end  heat  seal  widths,  and  overall  length  of  the  pad. 

RH-009- ( 5-77-2301 )  Bar  Codes  were  revised  on  squad  box  and 
relocated. 

RH-010- (BA-B-1657 )  Overwrap  Leakage  Test  method  expanded , to 
Include  specific  angles  for  the  test  specimen  to  be  presented  to 

the  water,  and  the  maximum  area  to  be  covered  by  the  angular 
device. 
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RH-011- ( 5-77-2302 )  Pouch  impressions  changed  the  amount  of 
adhesive  in  material  description  and  changed  spec  values  to 
reflect  vendor's  actual  values. 

RH-012- ( 5-77-2301 )  "H"  taping  added  specific  taping  method  to 
reduce  possibility  of  overwrap  bag  failure. 

RH-013- { 5-77-2302 )  Overwrap  bag  width/heat  seal  width  tolerances 
were  expanded. 


H.  SAFETY  BMGIHBERIHG 


1.  Manufacturing  Facilities 


The  building  of  the  facility  at  1200  Paco  Way  and  the 
manufacturing  of  the  equipment  were  performed  with  safety 
measures  being  a  major  priority.  All  training  of  personnel 
centered  around  the  safest  and  most  efficient  way  to  perform  the 
tasks.  Lab  safety  was  built  into  the  layout  of  the  area,  with 
ergonomics  being  considered.  Incineration  of  packaging  material 
scrap  was  Implemented  and  performed  at  Pollins,  Inc.  These 
measures  and  many  others  consisted  of  the  Rohm  and  Haas/Paco 
effort  to  provide  as  safe  an  operation  as  possible.. 


Major  pieces  of  equipment  were  Installed  by  the  service 
technicians  of  the  respective  companies  to  insure  proper  wiring 
and  operation  prior  to  release  to  Paco.  D|ust  collection  was 


provided  to  remove  and  collect  resin  dust 
manufacturing  process.  Employee  exposure 
airborne  particles  was  of  primary  concern. 


were  interlocked  with  the  machine  stop  switch  t6  prevent  any 


machine  movement  while  the  guard  is  opened 
maintenance  was  Implemented  to  take  a  proaj 
Eliminate  hazards. 


A  Safety,  Health  and  Environmental  (SHE) 
a  Rohm  and  Haas  representative  and  the  fad 
acceptable  prior  to  the  First  Ac^ticle  Testj 

2.  Amberoard  XE-555  Resin 


caused  by  the 
to  excessive  amounts  of 
Plexiglas*  guards 


Preventative 
ctlve  approach  to 


xjevlew  was  performed  by 
llity  was  deemeo 
in  November,  1989. 


Testing  of  Ambergard  resin  for  f lammabilitiy  was  necessary  due  to 
the  requirements  of  equipment  manufacturing  safety  decisions. 
Rohm  and  Haas  contracted  with  Fenwal  Inc.  |to  perform  a  series  of 
tests.  This  was  to  simulate  conditions  that  would  cause  an 
explosion  or  ignition  of  the  resin.  After  testing,  the 
explosiblllty  of  Ambergard  XE-555  resin  was  considered  minimal, 
with  a  classification  of  ST-1  (least  hazardous)  being  asalQned. 


The  alnimum  explosive  concentration  (MEC) 
170  g/m^  and  the  minimum  oxygen  required  f 


was  determined  to  be 
{or  combustion,  18t. 


0.  PRODUCT  ASSURAHCE/QUALITY  ASSURAMCE  PROGRAM  FLAW 


1.  Summary 

During  the  period  covered  by  Phase  II  of  the  contract,  material 
specifications  were  determined.  Standard  Operating  Procedures 
were  finalized  to  evolve  into  the  Quality  Assurance  Program  Plan 
and  material  and  product  test  methods  were  agreed  upon,. 

2.  Material  Specifications 

Considerable  effort  was  expended  to  pursue  attribute  values  at 
material  suppliers  to  provide  justification  data  for  setting 
specification  requirements. 

In  pursuit  of  this  goal,  PACO  set  out  on  a  certification  program 
with  all  its  component  vendors  to  set  in  place  the  structure, 
format,  and  purpose  of  the  desired  certifications,  along  with 
collection  of  the  necessary  data. 

3.  Quality  Assurance  Program  Plan  (QAPP) 

Contract  modification  required  preparation  of  a  Quality  Assurance 
Program  Plan  (to  replace  the  previously  required  Inspection 
System  Program  Plan)  requiring  a  more  comprehensive  effort  on  the 
part  of  Rohm  &  Haas  and  PACO  to  address  the  overlapping 
requirements  of  GHPs,  the  requirements  of  the  TDP,  and  the 
Standard  Operating  Procedures,  of  PACO  and  Rohm  and  Haas  Company. 

As  previously  noted,  the  M291  SDK  has  been  determined  to  be  a 
medical  device  as  defined  by  the  Food  and  Drug  Administration 
(FDA).  The  manufacture  of  medical  devices  is  regulated  by  the 
general  controls  applicable  to  all  such  devices  and  specific 
standards  which  apply  to  particular  devices  or  classes  of 
devices.  The  general  controls  for  the  manufacturing  of  medical 
devices  are  published  in  2r  CFR  820  (Code  of  Federal 
Regulations ) . 

Every  finished  device  manufacturer  is  required  to  prepare  and 
Implement  a  quality  assurance  program  that  is  appropriate  to  the 
specific  device  manufactured  and  consists  of  procedures  adequate 
to  assure  that  the  following  functions  are  performedi 

1.  Review  of  production  records; 

2.  Approval  or  rejection  of  all  components,  manufacturing 
materials,  in-process  materials,  packaging  materials, 
labeling,  and  finished  devices;  approval  or  rejection  of 
devices  manufactured,  ptocesued,  packaged,  or  held  under 
contract  by  another  company; 
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3.  Identifying,  recommending,  or  providing  solutions  for. 
quality  problems  and  verifying  the  implementation  of  such 
solutions; 

4.  Assuring  that  all  quality  assurance  checks  are  appropriate 
and  adequate  for  their  purpose  and  are  performed 
correctly. 

The  Quality  Assurance  Program  Plan  (QAPP)  was  submitted  to  DCASMA 
Phi-GAQCD,  reviewed  and  accepted. 


P.  FIRST  ARTICLE  IHSPECTIOM  PROCEDURE 


1 .  Summary 

.As  required,  the  First  Article  Inspection  Procedure  was  prepared 
and  submitted  prior  to  the  beginning  of  the  first  article  test. 
The  First  Article  Inspection  Procedure  was  designed  to  ensure 
that  the  M291  Skin  Decontaminating  Kits  meet  the  requirements  of 
the  Purchase  Description  BA-B-1657.  For  each  of  the  two 
manufacturing  lines  that  the  procedure  was  used  for,  20  Units  of 
Issue  were  required.  The  First  Article  Test  Procedure  lists  the 
requirements  and  purchase  description  paragraph  reference,  the 
sample  size,  accept/reject  criteria,  and  the  test  paragraph.  The 
accelerated  aging  was  done  at  48  degrees  C  for  24  hours  while  the 
cold  storage  was  done  at  -54  degrees  C.  The  Unit  of  Issue 
conditioning  was  done  by  AEL  Defense  Corporation  with  a  DCAS-QA 
specialist  signing  off  on  the  test  report.  The  results  of  the 
testing  were  reported  in  the  First  Article  Test  Reports. 


Q.  FIRST  ARTICLE  IW3PECTI0M  REPORT 

1 .  Summary 

A  First  Article  Inspection  Report  (FAIR)  Was  prepared  and 
submitted,  documenting  the  results  of  the  pre-production  tests 
and  examinations  outlined  in  the  First  Article  Inspection 
Procedure.  This  report  shows  completion  of  the  inspections 
performed  and  the  results  of  those  inspections  to  demonstrate 
that  the  first  article  M291  SDK's  conform  to  the  applicable 
technical  requirements. 

2.  First  Article  Test-Paco  Manufacturing  Line  ♦  1 

The  First  Article  Test  for  Line  *1  was  conducted  on  November  7 
through  9,  1989.  The  purpose  of  the  run  was  to  validate  the 
Technical  Data  Package  on  the  first  of  two  manufacturing  lines 
installed  at  Paco.  Representatives  of  Rohm  and  Haas  Company 
(contractor)  as  well  as  the  US  Government  (USAMMOA,  CRDEC, 
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AHCCOM,  and  DCASMA)  werft  present  during  testing. 

Data  was  collected  in  accordance  with  the  First  Article 
Inspection  Procedure  document  dated  October  12,  1989.  In 
addition  a  100%  dimehsional  inspection  was  carried  out  as 
specified  in  the  Configurational  Management  Plan  dated  August, 
1989. 

Several  deficiencies  were  noted  during  the  test  run  by  the 
attendies  present.  /.  Quality  Deficiency  Record  was  issued  by  the 
DCAS-QAR.  The  deficiencies  noted  during  the  run  were  as  follows* 

1.  Drawing  #  D5-77-2306,  Tho  Tyvek  pouch  side  seal  was  under  the 
minimum  dimension  of  0.25  inches.  Passed  First  Article 
Retest. 

2.  Drawing  #  D5-77-2308,  The  Foil  Packet  top  seal  was  out  of 
specification.  Approval  of  ECP  Mo.  RH005  resolved  the  issue. 

3.  Drawing  *  D5-77'2309,  The  applicator  pad  side  seal  dimension. 
Passed  First  Article  Retest. 

4.  Drawing  t  D5-77-2307,  The  notch  depth  was  out  of 
specification.  Passed  First  Article  Retest. 

5.  BA-B-1657,  Handle  Heat  Seal,  Paragraph  4. 4. 4. 6.  Handles 
failed  the  hang  test. 

6.  Certification  not  on  hand  for  material  used  in  the  First 
Article  Testing.  Vendors  to  provide  certification  after  they 
have  gained  reasonable  experience  with  the  materials. 

A  conditional  approval  was  given  for  manufacturing  line  #  1.  with 
full  approval  being  withheld  until  the  second  manufacturing  line 
fully  passes  its  First  Article  Test. 


3.  First  Article  Test-Paco  Manufacturing  Line  t  2 

The  second  First  Article  Test  was  conducted  on  April  18,  1990. 

The  purpose  of  the  run  was  to  validate  the  Technical.  Data  Package 
on  the  second  manufacturing  line  installed  at  Paco. 
Representatives  of  Rohm  and  Haas  Company  (contractor)  as  well  as 
the  US  Government  (USAMHDA  and  DCASMA)  were  present  during 
testing. 

The  First  Article  Test  Results  as  outlined  in  the  First  Article 
Test  Report  on  the  second  manufacturing  line  demonstrate  the 
successful  produclbillty  of  the  H291  Skin  Decontamination  Kit. 

The  attached  photographs  (Figures  20,  21  and  22)  show  the  final 
M291  applicator  pad,  loaded  foil  packet  and  the  complete  M291 
Skin  Decontaminating  Kit,  respectively.  Figure  23  is  a  schematic 
of  the  Unit  of  Issue  and  its  components. 
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R.  EHVIROHMEHTAL  ASSESSME.^T  fEA> 

1 .  Summary 

An  Environmental  Assessment  was  prepared  by  a  Rohm  and  Haas 
Company  Regulatory  Specialist.  The  EA  states  that  no  significant 
environmental  impacts  are  anticipated  as  a  result  of  the 
production,  depxoyoent.  use.  or  disposal  of  the  H291  SDK. 
Consistent  with  its  polymeric  and  carbonaceous  nature,  the  active 
decontaminating  ingredient,  Ambergard  XE-555  resin,  is  an 
essentially  safe,  environmentally  non-hazardous  material.  All 
materials  may  be  safely  disposed  of  to  conventional  sanitary 
sewers  or  approved  landfills  and  incinerators.  There  are  no 
known  conflicts  or  inconsistencies  of  this  program  with  existing 
or  proposed  federal,  state,  and  local  land  and  water  use  plans, 
policies,  laws,  and  controls. 


APPENDIX  A 


AMBERGARD  XB-555  RESIN  STABILITY  DATA 
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APPENDIX  R 


KYDEX  SHEET  SURFACE  AREA  T-TEST  RESULTS 


B-1 


- T-Tests - - - 

Datp/Time  lC-?3-!9;n  07:51:23 

Data  Base  Name  C:\solo\KydPX 

Description  Data  base  created  at  07:44:32  on  10-23-1991 

Two  Sample  T-Test  Results 


Count  - 

Mean 

crc20 

8 

95 . 1675 

RDL20 

9 

95.79112 

95%  C  .  L 

of  Mean 

94 . 1 1392 

96 . 22109 

94.81882 

96 . 75341 

S  td . Dev 

-  Std . Error 

1  .  21341  63 

.446949 

1.265716 

.  4219052 

T  Va 1 u  e 

-  P  r  n  b  . 

-  Equal 

-1 .014538 

Variances  — 
0.3264 

— 

- L'nequal 

-1.014616 

Variances  - 

0.3245 

Degrees 
Diff.  - 

of  Freedom 
Std.  Error 

-.62361 15 

15 

.6146752 

-.6236115 

16.77128 

.6146278 

95%  C  .  L 

of  Di  f  f  , 

-1 . 933306 

.6860834 

-1.921304 

.6740814 

F- ra  t  1  o 

te,sting  group  variances 

1 .002458 

Prob.  Level 

0 . 5053 

CCC20 

:92. 97 

1 

95% 

< 

Conf 

Limit  Plots 

96.88: 

RDL20 

1 

1 

K  * 

CCC20 

:92.97 

1  .  .  1 . 

.1 . 

Line 

1 .  .  . 

Plots 

- 11 . 

96 , 88': 

.  1 ....  1 . 1 : 

RDL2(' 

11 . 

. 1  . 

•  »  •  • 

.  1 . 1 1 . 1 . 1 . .  I . .  i : 

B-2 


- r-r.-sts - 

Datc/Timf*  10-23-1 99 1  07:55:Oti 

Data  Basi'  Name  C  : \so  I  o\Kyd<'‘X 

Description  Data  base  (■;r^^ate<i  at  07:44:32  on  10-23-199  1 

Tvvo  Sample  T-Pest  Results 
RDI.40  RDL2n 

Count  -  Mean  6  90.13333  9  95.79112 

35%  C.L.  of  Mean'  9.5.7072r,  96.5594  94.81882  '^6.76341 

Std.Dev  -  St.l.Frror  .406.9726  .1661458  1.265'’!6  .4219052 

- Equal  '.iriances -  - Unequal  Variances - 

T  Value  -  Proli,  .6337Pl’3  0.5372  .7547106  0.4663 

Degrees  of  Ereedom  13  10.89389 

Diff.  -  SM.  Error  .3422165  .53'^9."14  .3422  165  .453440'’ 

95%  C.L.  of  Diff.  -.823664  !  .  508!.t97  -.6559678  1  340-tOl 

F-rat  lo  testing  group  \ar  i  a  .ni''ea  :8. 672572  Prob.  Le\’e  1  0.0115 

•92.97  95%  Conf  .  ■  Li.mi  t  Plots  93.8?; 

RDL40  '  < - a - >  1 

RD120  I  < - a - > 

:  9  2 . 9  7  L 1  n  e  P 1  o  t  s  9  6 . 8  7  1 

RDl.40  1 . 1 . 21  .  .  1 . 1  .  .  : 

RDL20  :  1 . . 1 . 1  .  1  .  1  1  .  .  I  .  1  .  .  1  ' 


T-Tests 


D?te/Ti:ne  iO-23-  1991  08:10:37 

Data  Bas--;  Name  C :  \so  1  oNKydex 

Description  Data  base  created  at  07:44:32  on  10-23-1991 

Two  Sample  T-Test  Results 


YEARl 

YEAR3 

Count  - 

.Mean 

6 

97.05 

17 

95.49765 

95%  C.L. 

of  Mean 

90.25613 

97.84387 

94.34675 

96.  14855 

Std . Dev 

r  Std.Error 

.7582876 

. 3095696 

1.266148 

.3070861 

-  Equal 

Variances  — 

— 

-  Unequal 

Variances  - 

T  Value 

-  Prob. 

2 . 804934 

0.0106 

3.560076 

0.0022 

Degrees 

of  Freedom 

21 

18,01682 

Diff.  - 

Std.  Error 

1 . 552353 

.5534365 

1.552353 

.  4360443 

95%  C.L, 

,  o  f  D if  f . 

.4015677 

2.703138 

.6363629 

2. 46S34  3 

F-rat  lo 

testing  group  variances 

2.788055 

Prob.  Level 

0.1308 

192.97 

95% 

Conf 

.  Limi t  Plots 

97.84387  1 

YE.^Rl 

t 

1 

< - 

YE.\R3 

1 

<- 

1 

1 

1 92. 37 

Line 

Plots 

97.84387! 

YEAR  1 

1 

.  ,  .  1 . 

. 1  .  2  .  .  .  .  1  1  .  ,  ! 

YEAR3 

11.1 . 

1 . 1  .  I  .  .  .  . 

.  .  1  . 

i . 2.11111 

.  1  .  .2 . 1 

UO  wU  i}  m 
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